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A B S T R A C T
The investigation presented concerned applications of experi- 
:meit^ al and olinioal hypothermia. The techniques and apparatus 
commonly utilized for its production have heen reviewed and are 
described, both as regards to surface and extra-cptporeal cool- 
sing. The heat transfer phenomenon has been examined both from 
the physiological and engineering standpoint.
To enable the transient state of heat transfer to be studied 
and to provide another means of predicting the after-fall inev- 
sitable with surface cooling, the concept of an isothermic body, 
having little or no temperature gradient, is considered.
A study has been made on a large number of dogs in collabor- 
sation with the Department of Anaesthetics, Royal Infirmary, 
Glasgow, to investigate the effects of hypothermia on the circu- 
zlatory system. Thirty-one cases are reported here for the 
purposes of hypothermic cabinet calibration; for pre-determin- 
:ation of the total heat extraction of the animal and for the 
study of temperature gradients across the muscles of the hind 
legs during the cooling process. In the experiments the Por- 
îrester-Brown (196I) technique of air cooling was employed, the 
cooling cabinet being part of the operating table for the ani- 
:mals. In all oases the desired temperature level of the oeso- 
:phagus wqs 50*0. The average rate of cooling employed was 
4*2*C/hr which fulfilled the experimental requirements.
m.G :, /i
The analytical techniques of Forrester and Brown were extended 
to evaluate the specific heat of the perfused and intact animal 
and to assess the heat extraction pattern with and without raeta- 
:holic heat generation of the experimental animal.
The predictive results of the after-fall of the oesophageal 
temperature in all the experiments carried out showed an average 
error of less than 1^ with dogs of body weights ranging from 
8.7-57 kg and of various breed.
Muscle temperature gradients have been studied in eleven dogs 
subjected to hypothermia. After the active cooling process, 
during the period of stabilization, negative temperature grad- 
:ients were experienced in six animals.
The random variations of the heat transfer coefficient from 
skin to air suggested no consistency in the pattern. However, 
the very consistently gradual decrease of the thermal conducti- 
:vity of the muscle with oesophageal temperature indicated the 
necessity for less and less heat extraction from the dog to 
maintain heat balance as hypothermia progressed.
The above work is presented in the thesis in Sections I-VI, 
treating respectively a review of hypothermic techniques; the 
heat transfer phenomenon in vivo; the experimental programme, 
the description of apparatus; pilot tests and the experimental 
procedures. The theoretical and experimental findings are dis- 
jcussed in Section YII followed by a summary re-statement of
the conclusion in Section VIII. The thesis terminates with a 
bibliography and appendices, the latter presenting certain an- 
Îciliary and calculations in detail.
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A B S T R A C T
The investigation presented concerns applications of experi­
mental and clinical hypothermia. The techniques and apparatus 
commonly utilized for its production have been reviewed and are 
described, both as regards to surface and extra-corporeal cool- 
sing. The heat transfer phenomenon has been examined both from 
the physiological and engineering standpoint.
To enable the transient state of heat transfer to be studied 
and to provide another means of predicting the after-fall inev- 
sitable with surface cooling, the concept of an isothermic body, 
having little or no temperature gradient, is considered.
A study has been made on a large number of dogs in collabor- 
sation with the Department of Anaesthetic, Royal Infirmary, Cla- 
ssgow, to investigate the effects of hypothermia on the circu- 
slatory system. Thirty-one cases are reported here for the 
purposes of hypothermic cabinet calibration; for pre-determin- 
sation of the total heat extraction of the animal and for the 
study of temperature gradients across the muscles of the hind 
legs during the cooling process. In the experiments the Forr- 
sester-Brown (196I) technique of air cooling was employed, the 
cooling cabinet being part of the operating table for the ani- 
îmals. In all cases the desired temperature level of the oeso- 
:phagus was 50*0. The average rate of cooling employed was 
4 .2*C/hr which fulfilled the experimental requirements.
The analytical techniques of Forrester and Brown were extended 
to evaluate the specific heat of the perfused and intact animal 
and to assess the heat extraction pattern with and without meta- 
sholic heat generation of the experimental animal.
The predictive results of the after-fall of the oesophageal 
temperature in all the experiments carried out showed an average 
error of less than ifo with dogs of body weights ranging from 
8.7”57 kg and of various breed"!
Muscle temperature gradients have been studied in eleven dogs 
subjected to hypothermia. After the active cooling process, 
during the period of stabilization, negative temperature grad- 
sients were experienced in six animals.
The random variations of the heat transfer coefficient from 
skin to air suggested no consistency in the pattern. However, 
the very consistently gradual decrease of the thermal conduoti- 
3vity of the muscle with oesophageal temperature indicated the 
necessity for less and less heat extraction from the dog to 
maintain heat balance as hypothermia progressed.
The above work is presented in the thesis in Sections I-VI, 
treating respectively a review of hypothermic techniques; the 
heat transfer phenomenon in vivo; the experimental programme, 
the description of apparatus; pilot tests and the experimental 
procedures. The theoretical and experimental findings are dis- 
gcussed in Section VII followed by a summary re-statement of
the conclusion in Section Till. The thesis terminates with a 
hihliography and appendices, the latter presenting certain an- 
2ciliary and calculations in detail.
N O T A T I O N
t temperature in general
tg^  effective ambient temperature *0
tji instantaneous temperature at a radius r from the axisof the nth element
tan arterial blood temperature entering the capillary beds of the nth element
tcL rise in temperature of cold air *0
t^Q rise in temperature of air (cabinet empty) *C
tg surface temperature of subject *C
t^ inner temperature of subject ’G
© (« t - ^q ) temperature difference
r distance from the axis of the nth element
an radius of nth element
Tg outer radius of cylinder m
x± inner radius of cylinder m
s time
ds finite increment of time intervals
S product of specific heat and density of blood
G(i mean specific heat of dog (perfused) or subject (c)
Cp specific heat of coolant
p  mean density of dog or subject
V volumetric flow rate of blood in capillary beds
q rate of heat flow per unit area kcal/m^/hr
q^ rate of metabolic heat production in the nth element -
h thermal conductance or surface heat transfer coefficientkcal/m2/hr/* G
k thermal conductivity of muscles kcal/m/hr/*G
M rate of flow of coolant
W body weight of subject kg
effective mean surface area m2
Ag actual surface area (= 0.112 x W Benedict 1958)
K hypothermic cabinet coefficient, for calibration at 5“minute intervals
d instantaneous temperature depression of dog *C
D total temperature depression of dog ’C >
Q heat extraction rate of animal (== HW) kcal/hr
B: heat extraction rate of animal per unit weight kcal/hr/kg
Hp metabolic heat production rate of animal (modified fromKeller) kcal/hr/kg
Hp heat extraction of^dog with metabolic heat productionrate ceased kcal/hr/kg
Air Flow Measurements
h water gauge column in
V mean velocity of air ft/sec
iICT relative density of air
^  density of air Ib-sec^/ft^
atmospheric pressure mm Eg 
atmospheric temperature absolute 
Pp pressure at S.T.P. (== 760) mm Eg
Tp temperature at S.T.P. (275+15*5) absolute ^
n number of apertures
b width of each aperture (= 2r) in
L length of each aperture in
pa area of each aperture in*^
A total area of all apertures ft^
M mass flow of air kg/sec
Cp specific heat of air at constant pressure (« 0.2597at -lO'o)
Q volume flow rate of air ft^/sec
k conversion factor of flow-meter of pitot-statio tube
' (- 0.05) . . .
I N T R O D U C T I O N
Hypothermia, although its definition varies, is perhaps best 
defined as the deliberate reduction below normal of body temp- 
serature. jIt is accomplished by a refrigeration technique of 
surface cooling, blood-stream cooling and cooling of body cav- 
sities.
It is used to reduce the oxygen requirements of the tissues, 
in particular the brain. This facilitates the performance of 
certain surgical procedures during which the circulation may 
be interrupted for a limited length of time (Forrester, I965).
The first recorded therapeutic use of hypothermia was by the 
Liverpool physician James Currie in 1798 who studied the effects 
of cold and warm water on febrile patients. In I94O Smith and 
Fay used hypothermia in patients suffering from carcinomata in 
an attempt to induce regression of the tumours.
The advantages of using hypothermia in cardiac surgery were 
demonstrated experimentally by Bigelow and his associates (l950a) 
and the clinical application of the method was rapid and wide­
spread.
C L A S S I F I C A T I O N  O F  H Y P O T H E R M I A
The body is a heat exchange mechanism with a sensitive regu- 
slating control* Cooling or heating can occur only when this 
control is[adequately depressed. The problem of cooling is ess- 
jentially twofold: (l) creating an external cold environment to 
increase loss of heat and (2) disrupting the mechanism which 
tends to maintain normal body temperature. The carrier of heat 
is blood. It is the same whether the blood remains within the 
body or is brought to the outside and passed through some arti- 
sfioial device. The warm blood must be cooled before hypother- 
smia can be achieved. The great variety of techniques are ess- 
sentially governed by this single factor.
In attempting to classify various methods, somewhat arbitr- 
sary definitions of different types of hypothermia have been 
employed. V/hole body hypothermia, in which the primary aim of 
the procedure has been a simultaneous reduction in the tempera- 
sture of all the body tissues, has been differentiated from lo- 
seal or regional hypothermia in which the primary aim of the 
procedure is to lower the temperature of a specific region or 
organ system(s) even though seconddily there may have been a 
reduction in the temperatures of other regions of the body.
GENERAL HYPOTHERMIA
The reduction of body temperature to about 50"Ç is termed
moderate hypothermia* This temperature is usually measured in 
the rectum or the oesophagus, the patient is cooled hy surface 
cooling or hlood-stream cooling* The heart itself acts as the
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perfusing pump and the reduction of the total "body temperature 
results from perfusion of the viscera hy blood which has been 
cooled by passing through capillaries of the skin. Many para- 
smeters have been studied with the final conclusion that mod- 
serate hypothermia would permit safe circulatory arrest for ab­
sout 6-10 minutes (Forrester, 196$)* Below this temperature, 
cardiac output is greatly reduced, and ventricular fibrillat- 
sion is apt to occur, imposing a serious limitation to the safe 
period of cessation of circulation. The olinioal application 
of this technique for intra-cardiac surgery was first performed 
by Lewis (1955)? who reported the first successful closure of 
an atrial septal defect using open cardiotomy* This was soon 
followed by reports of many workers on large series of cases 
(Swan et al, 1955; Dundee et al, 1955s Williams & Spencer, 195&)
SURFACE COOLING
The objective of surface cooling is to lower the temperature 
of the external environment adjacent to the skin of the body so 
that the blood coming to the surface will release its heat.
Then returning into the depths of the body, it picks up heat 
from the core, returning to the surface, gives off the heat,
then flows back to the core., then to the surface and so on.
This is a slow process, but the technique is well established, 
simple to achieve, and by far the most desirable in general 
surgical problems* It is used more than blood-stream cooling 
or any of its modifications.
Since true homeotherms do not survive profound hypothermia 
readily, the major effort, particularly with regard to human 
subjects, has been directed towards the production of moderate 
hypothermia, the methods employed have most often been immers- 
îion in ice water, packing in ice, or the use of blankets thr- 
sough which a refrigerant is circulated. Some attempt has been 
made to utilize, cold air as a way of producing surface cooling.
Water Immersion
The procedure of immersing the subject in water at or near 
4*C has been the most widely used technique of inducing hypo- 
sthermia (Swan et al, 1955? Govino et al, 1954? Fisher et al, 
1955? Blair et al, 1956? Hagnauer et al, I960)* It consists 
simply of partially filling a tub with water and crushed ice 
and immersing the subject. Cooling occurs more rapidly than 
with other methods of surface cooling because the largest eff- 
sective surface area of the body is in direct contact with the 
cold environment. Other advantages of water immersion are that 
the necessary equipment is simple, easily available, and inex-
s pensive. Disadvantages for induction of hypothermia in humanf / 
are that the method is cumbersome and a degree of discomfort in 
^adult, requiring that the patient be moved to the operating ta- *
sble in the event of ventricular fibrillation, thereby delaying 
the time when.resuscitation can be instituted. The disadvant- 
sages are not as serious in experimental hypothermia in animals 
where this method has been used successfully for many years*
Ice
This method of cooling has been used by a number of investi- 
2gators in both clinical (Collins et al, 1955? Cray, 1955?
Burrows et al, 1956) and experimental (Stupfel & Severinghaus,
1956) hypothermia* Crushed ice, either loose or in bag( is app- j 
2lied to the surface of the body, particularly in the region of 
the left side of the chest, thereby cooling the tissue in con- 
2tact with large blood vessels* The method is simple and pro- 
2vides a fairly rapid rate of cooling. It has the clinical ad- 
svantage of allowing the operation to commence before the desired 
temperature level is reached, and, therefore, of allowing for 
immediate application of resuscitation procedures should any un- 
steward envents occur. The principal disadvantage of this tech- 
2nique is the danger of tissue damage and therefore, frequently 
changing of the position of the ice bags has been recommended, /
Blanket
This consists of wrapping experimental animals or patients 
in two rubber blankets containing coils through which is cir™ 
jculated cold water or a refrigerant. The apparatus, thoughi
expensive compared to the equipment needed for cooling by wat- 
ler immersion or ice, has many advantages. First is the great 
degree of control over the body temperature that it affords.
It is possible to adjust the index temperature of dogs to with- 
sin a fraction of a degree of a desired level and to maintain 
this level quite constant (Spurr & Barlow, 1959? Spurr et al, 
1959), Another advantage is the ability to rewarm simply by 
heating the circulating fluid, although if care is not exercised 
surface burns may be produced. The principal disadvantage of 
the technique is the slow rate of cooling* Even though the 
temperature of the circulating fluid and of the blankets may 
be as low as the effective area of contact with the body
surface is relatively small* Despite the slower cooling rate, 
this method has been preferred by many workers in the clinical 
application of hypothermia (Fay, 1940? Scurr, 1954? Waddell,
1957).
Air
The use of cold air as a method of producing hypothermia has
#1'
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not been widespread either experimentally or clinically, although 
it is possible to employ cold air in both these situations. The 
experimental use of air as a method of cooling dogs was demonst- 
grated by Bigelow et al (1950), and Spurr et al (l954)* Air 
cooling has been utilized clinically by Cookson, (l952), Adams- 
Ray (1955)? Bailey &. associates (1954)? Biorok et al (1954)p 
Haeger et al (1956), Lundberg & Nielsen (1955) uud Forrester 
(1998). The cooling rate is slow and, at least with the earl- 
îier use of the technique, it has been stated that frostbite is 
likely to occur in the digits and unprotected parts of the body. 
However, this does not seem to have prevented that continued 
use of this method.
INTERNAL COOLING
Internal cooling, in contrast to surface cooling, is a tech- 
sniquG which by-passes the body’s shivering and vaso-oonstrict- 
5ion defence mechanism against cold. Khalil (1958) described 
an intra-gastric water balloon apparatus for internal cooling. 
Elman patients had been cooled to a temperature range of 29 to 
32*0 with this device. This method had been employed by the 
worker experimentally and clinically, although the rate of cool- 
sing is slow. Wangensteen (1958) used localized cooling of the 
stomach to control upper gastro-intestinal bleeding. Jaeger 
(1955) has produced hypothermia in dogs by introducing ani inlet
/
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catheter into the left flank and an out flow drain in the right 
lower quadrant and circulating cold saline through the periton- 
seal cavity.
BLOOD-STREAM COOLING
Blood-stream cooling was first decrihed hy Boerema et al 
(1951) and hy Delorme (1952), using an arterio-venous cooling 
technique (Fig. l), and later Ross (l954) introduced a further 
development in the form of veno-venous cooling (Fig. 2) which 
he has successfully used for a large series of cardiac surgical 
cases (Brock & Ross, 1955'? Ross, 1959). The basis of these 
techniques is that blood is removed from the body, passed thr- 
îough a cooling system (usually a coil) and returned again to 
the body in the cooled state*
From the experimental point of view, arterio-venous cooling 
is very simple to set up and easy to control, both in cooling 
and rewarming, and has the great advantage that the experimental 
subject does not need to be immersed in water or ice, and the 
necessary procedures to record other physiological variables 
can be more conveniently carried out. At its simplest, as 
shown by Delorme, blood can be removed by 0annulating the fern- 
îoral artery, and the systemic pressure is sufficient to drive 
the blood through the cooling coil and back by another cannula 
into a suitable vein.
15
HEAT _
EXCHAA/CEA
Fig. 1 Course of blood flow in arterio-venous
cooling. Gannulae in superficial femoral artery 
and saphenous vein.
PUMP
H E A TEXCHANGER
Fig. 2 Course of blood flow in veno-venoue
cooling. Gannulae in superior and inferior 
venae cavae.
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The principle of veno-venous cooling is that hlood is sucked 
from a vein (usually the superior vena cava) hy a hand-driven 
pump to the cooling coil and is then returned cooled to another 
vein (the inferior vena cava), where it mixes with other venous 
hlood and then passes on through the heart and out to the hody.
This method has its main application in thoracic surgery in 
cases in which the chest is opened, and its advantage is that 
it avoids arterial oannulation.
The problem associated with whole hody perfusion at hypoth- 
sermia remains numerous and complex. The combination of deep 
hypothermia, that is, below 20*G, and extra-corporeal circulât- 
sion logically permits safe perfusion at greatly reduced flow 
rates. This technique is the most direct, the most efficient 
and one to be reserved for the most rigidly controlled circum- 
3stances. Its effectiveness rests with the employment of highly 
efficient heat exchanger system. Oxygenation is achieved either 
hy lungs (Drew technique, Pig. 5) or by pump-ox^enator system j
(Pig, 4)» The rate of cooling depends upon (l) the size of the 
patient, (2) the temperature of the coolant in the heat exchanger 
and (5) the rate of perfusion. Of these three factors, the most 
important is the rate of perfusion.
Hypothermia alone has not offered more than a small increase 
in access to the interior of the heart and it is the development 
of the heart-lung machine that has most advanced intra-cardiac
17
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Fi/-. ; Flow circuit for profound hypothermia by Drew,
uaing patient's own lungs for oxygenation.
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Fig. 4 Line diagram of oxygenator pump unit
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surgery0 It is perhaps difficult to decide the beginning of 
this development, hut it is generally accepted that the pioneer 
work is that of J.Bu Gibbon, Jr. in Philadelphia in 1957*
Gollan et al (1952, 1954a, 19541); 1955) used a small gas dis- 
spersion oxygenator incorporating an extra-corporeal blood heat 
exchanger to reduce the body temperature of dogs to very low 
levels. He was able to obtain surviving dogs after one hour of 
cardiac arrest when body temperatures were reduced to 0*0. He 
maintained a low body perfusion during the period of cardiac 
arrest. He later reported survivals in dogs after left heart 
operations during complete circulatory arrest at body tempera- 
sture below 10*0. Brown et al (l958a, 1958%) reported the suc- 
îcessful experimental use of an efficient blood heat exchanger 
for rapid body cooling and rewarming. Blood was passed through 
many small bore tubes surrounded by a water jacket. The extra- 
corporeal blood heat exchanger was combined with a low-flow gas 
dispersion pump oxygenator and employed clinically by Sealy
(1957, 1958).
During the same period, another new and promising approach 
to the production and reversal of profound hypothermia was de- 
sveloped. Drew et al (1959) reported the experimental product- 
; ion. of deep hypothermia below 20*0 in dogs. He placed a large 
cannula into the right atrium and allowed it to drain into a 
reservoir. The blood was pumped from this reservoir into the
J-y
pulmonary artery* An identical circuit was used to bypass the
left ventricle, except that on the left side he incorporated a
blood heat exchanger and a filter and bubble trap. He reported
the first clinical application of his technique in seven humane !in which the'.body temperature was reduced below 15 and total 
circulatory arrest up to 42 minutes was employed. More recently 
the results of the operative correction in 90 patients with con- 
jgenital and acquired heart disease has been reported. Other 
workers (Bjork et al, I96O; Gordon et al, 1960b) are employing 
the Drew technique with increasing frequency, which, while using 
the patient's own lungs to oxygenate the blood, has the advant» 
:age of simplicity and avoids the potential dangers associated 
with mechanical equipment.
■REGIONAL HYPOTHERMIA
Regional cooling of tissue involving all the cells of the 
tissue rather than just the nerve cells was used by Baron Larrey 
during Napoleon's retreat from Moscow in I9I8, producing regional 
analgesia in amputations of limbs. In I867 Richardson, used an 
ether spray to produce localized analgesia (Lee, 1955)*
Selective cooling of the leg has, of course, been used on many 
occasions prior to amputation of extremity but the aim here has 
been partly to reduce the temperature to a level at which the 
nerves no longer conduct impulses and partly to reduce metabolic
absorption from the gangrenous area. Grossman et al (1942) re­
mporte d 45 suoh oases which were followed hy no thrombosis and 
no emboli. Mortality was strikingly reduced in these operat- 
mions, which were done before the introduction of antibiotic 
agents. \
One of the greatest contributions of hypothermia as applied 
to surgery to-day is in the protection it offers to the brain 
during arrest of the circulation while its chief drawback is in 
the tendency of the heart to fibrillate at temperatures below 
28*0 (Forrester, 1965)# The danger of anoxic brain damage lim- 
sits the operating time within the heart to about ten minutes, 
and it follows that a selective cooling of the brain to low 
temperature without cooling the heart should prolong the safe 
period of permissible brain ischaemia and hence the period of 
intra-cardiac and neurological surgery available.
Selective cooling of the brain can be achieved by interpos- 
:ing a cooling coil in the carotid artery and this was the teoh- 
snique employed by Kimoto et al (1956, Fig.5)# However, cooling 
of the brain alone does nothing to protect the metabolizing 
heart, which may suffer ischaemia particularly to its conduct- 
ling mechanism. A more important consideration than the sus- 
îceptibility of the myocardium is the vulnerability of the sp- 
jinal. cord, other nerves, liver and kidney, so that it is 
* practical and probably dangerous to effect a true selective
21
15 C
35 C
35
PU M P
COOLANT
Fig. 5 Selective cooling. A cooling coil
interposed in the carotid artery produces 
cooling of the cerebral tissues.
/5 *c
30 c
30'c
32 'c
PUMP
COOLANT
Fig. 6 Differential cooling. A proportion ofthe left atrial blood is directed into the aortic 
arch in the region of the cerebral vessels.
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oooling of the brain alone, with arrest of the circulation for 
more than eight to ten minutes. After this time the effect of 
ischaemia will probably be to cause irreversible changes in 
these tissues. On the other hand, differential cooling can be 
used to afford some measure of hypothermic protection to the 
rest of the body. By differential cooling is meant a mild, gan­
serai body cooling to say, 30-$2"C at which stage ischaemic tis- 
ssue is not likely to be a problem and ventricular fibrillation 
will not occur, with a differential reduction of the brain to 
say, 15-20’G (Fig. 6). Under these conditions periods of the 
circulatory arrest of thirty minutes or longer may be possible. 
This technique was, in fact, employed by Parkins et al (1954)*
To sum up, hypothermia applied locally, applied to an isol- 
sated tissue, or applied to the entire body can produce analgesia, 
With the observation that body temperatures of below 28“C is asse- 
Îelated with a marked increase in the incidence of ventricular 
fibrillation, the use of hypothermia has developed along several 
lines. In clinical applications, this has resolved first into 
use of moderate whole body temperatures of around 50*0, where 
the danger of fibrillation is less. However,-because of the re- 
slatively short time the circulation can be arrested at this le- 
■fvel, its use. (in cardiac surgery at least) has been restricted 
to the simpler operative procedures. The methods utilized in
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producing this level of hypothermia have most often been surface 
cooling. With the necessity for performing more complicated sur- 
sgical procedures requiring longer periods of circulatory inter- 
«ruption, clinical investigators have developed various techni- 
îques for the perfusion of the vital organs with oxygenated blood 
by means of extra-corporeal circulatory systems. These techniques 
have permitted not only longer periods of circulatory arrest, but 
also lower body temperatures. Some groups have commonly performed 
cardiac vascular surgery at body temperatures near 15*G with card- 
siac arrest for periods approximately an hour. At present, the 
complexity of these techniques restricts their use and requires 
the development of highly skilled and well-coordinated teams. 
Because of this, the use of moderate hypothermia, produced by the 
simpler methods of surface, cooling, will probably continue to be 
used in those oases which do not demand long periods of circula- 
story arrest and in those areas where trained personnel and/or 
specialized equipment are not available. Furthermore, with sur- 
8face cooling, the case can be diagnosed again after active oool- 
sing is stopped, and surgical incision is only made when con- 
; firmed necessary. Thus the patient remains intact during cool- 
sing and rewarming.
A possibility is that a deeper level of hypothermia can be 
achieved with safety in conjunction with hyperbaric chambers.
EQ. U I P M F H T S  F O R  T H E
P R O D Ï Ï G T I Q M :  O F  E Y P O T H E R M I A
The concept of heat loss is based, on physical laws, upon 
the temperature potential between the surface of the body and 
the environment in the case of surface cooling, and between the 
blood and the cold medium in the case of blood-stream cooling.
Since the human body is virtually a heat exchanger mechanism, 
and the procedure of production of hypothermia is to create an 
external cold environment to increase heat loss and to disrupt 
the mechanism which tends to maintain normal body temperature, 
the thermal aspects of some of the devices now in common use 
for the production of hypothermia experimentally and clinically, 
with particular reference to the cooling blanlcet, cold air cab- 
sinet, cooling of cavity,_ and cooling of the blood-stream, will 
be considered. Apparatus to be reviewed here is by no means 
the complete range employed for present day surgical use; only 
those of special interest from the engineering standpoint are J
considered in detail.
The principles of conventional blankets can be represented 
by Bloch and Edgehill*s (1965), which has dispensed with the nec- 
sessity for providing a special coolant fluid and pump unit.
The cooling unit basically consists of copper tubing woi^/d into /
three close helices in series (Fig. 7a, b) placed in an ordin- 
gary domestic bin containing crushed ice and water. The cool-
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Fig. 7a Cooling blanket. Note pathways arranged in labyrinth 
pattern so that flow and return run parallel. A temperature 
gradient across the blanket is thereby avoided.
I from tap
ice bin
blanket 1
to wasteblanket 2
Fig. 7b Simultaneous cooling of two subjects. (Bloch & 
Edgehill, 196))
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sing mattress is constructed from polyvinyl chloride (PVC) 
sheeting formed to enclose pathways arranged in labyrinth pat- 
stern so that flow and return run parallel and in contra-flow. 
The temperature gradient across the blanket is therefore sub- 
sstantially reduced. Another Interesting feature is that cool- 
sing of two patients at the same time is achieved by leading 
the waste water from the mattress through a separate cooling 
coil (p) placed in the same bin? and then around a second matt- 
sress. The rate of cooling can be controlled by varying the 
rate of flow of cold water from the tap.
Two typical devices for the production of regional hypother- 
smia are as followss Howbotham et al (1959) developed an app- 
saratus to apply intense cold to a small area of the brain by 
means of a cooling cannula. This consists of a specially de»
3 signed cannula, circulating pump, cooling chamber, and oircu- 
slating fluid reservoir (Fig. 8). The cannula consists of two 
steel tubes, the one 0.1 in. and the other 0.2 in. in diameter, 
and about 6 in. in length. The smaller tube is welded within 
the larger, sealing the latter completely to form the top of 
the cannula. The smaller tube remains open. The other end of 
the large tube is closed in the form of an oblique tip. The 
smaller tube passes down the large tube to within about ^  in. 
from the sealed tip. An outlet from the outer cylinder takes 
the form of a side-arm welded as near as conveniently possible
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to the top. Both cannula top and side-arm are suitably shaped 
on the outer surface for the easy attachment of rubber connect- 
sion-tubes. On the outer leading edge of the cannula is sold- 
sered a small side-tube through which a thermocouple can be 
passed into the surrounding brain tissue. An adjustable plate 
is fitted to the outside of the completed cannula. This is 
preset, and is used to limit the depth of insertion of the in- 
jstrument. The pump drives the fluid through the circulating 
system, which is 95^ alcohol, having a freezing point at about 
“110*0, The rate of fluid in the flow tube, and hence the tern- 
gperature at the tip of the cannula, is controlled by varying 
the speed of the miniature pump. In clinical cases, these work- 
sers have brought the temperature at the tip of the cooling can- 
snula to “19*0 within 15 minutes, whereas the local brain temp- 
serature at 12 mm. from the cooling cannula is about 22*0. They 
proved beyond doubt that it is possible to freeze a local area 
of the cerebral hemisphere without endangering life.
In 1959 Khalil described a very useful apparatus for intra­
gastric cooling (Fig. ^)• It consists of a water tank N, of 
10-litre capacity, which can be either cooled by means of a 
cooling coil D attached to a compressor, or warmed by means of 
an electric resistance coil P. The temperature of the water is 
controlled by means of two thermostats. The water tank is sur- 
% srounded by thick cork jacket which provides thermal insulation.
A suction water-pump P sucks the water from the intra-gastric 
balloon into the water tank H, and, since the tank is hermetic- 
sally sealed, automatically drives an exactly equal volume of 
water to the balloon. In this way, the volume of the balloon 
remains constant. Air is prevented from entering the balloon 
or the pump by fitting two air-traps G & K. A graduated 
sre jar H, with an attached sphygmomanometer pump and a bottom 
tap T, lies above the tanlc. Tap T is opened only while filling 
or empty^the balloon. A flow-meter C is placed between the bal- 
sloon and the pump. The screw-clamps S and are applied to 
the thick rubber tubing leading to and from the balloon. They 
are used to clamp the rubber tubing while the empty balloon is 
being introduced into the stomach, to prevent water from leak- 
sing into it at that time. A special metal junction M is de- 
! signed to allow to-and-fro currents through the tubes A and B 
leading to and from the intra-gastrio balloon. The outer tube 
is 1.0 cm in diameter and the inner one 0.6 cm. A thermometer 
is immersed into the air-trap K to register the temperature of 
the flowing water at inlet. The whole apparatus is fitted in- 
sside a suitable stand with wheels to allow easy transport.
Before cooling starts, the emptied balloon is smeared with 
catheter oil and introduced into the stomach. About 1.5 litres 
of water is pumped Into the balloon from jar H, and the suction 
pump F sucks the water from the balloon into the tank, and de-
2V
slivers a constant fresh, volume of water into the balloon con- 
stinuously. Although Khalil could only obtain a groin tempera- 
sture drop from $6.8 to 26*0 in 4 hours with such apparatus, the 
flow rate and water temperature are well under* control. And 
since water is in fact sucked away from the balloon, there is 
no danger of the latter being overfilled.
Shortly after J. Adams-Ray and P.O. Persson presented their 
cooling cabinet in 1953 for animals by means of circulating 
cold air, several investigators (Biorck et al, 1954; Lundberg 
& Melsen, 1955; Haeger et al, 195&; Forrester, 1958) followed 
to construct similar cooling cabinets to produce hypothermia 
with air cooling.
The device basically consists of two main parts: one contain-
sing the refrigeration unit, heating elements and a fan, the 
other fitted with a stretcher intended for the patient or an 
experimental animal. The cabinet is usually made of light tim- 
sber and is insulated. Of the range of cabinets used, Haeger 
and co-workers have devised a well-equipped, combined cooling 
box and swivel operating table, which eliminates the need of 
transporting the patient or animal from the stretcher to the 
conventional operating table. The head of the subject to be 
' cooled lies on a head-rest outside the cabinet although in the 
case of animals sometimes the whole subject is left inside the 
cabinet. The special stretcher is generally in the form of a
strong nylon net on which the subject lies to minimize the area 
of contact of the body with the supporting surface, providing 
more exposed area for the cold air, which is directed onto the 
surface of the body. The rate of cooling can, to some extent,t1be controlled by setting the thermostat.
Patient care is well facilitated with these cooling cabinets 
throughout the periods of cooling and rewarming, since sliding 
apertures, and boards with electrical connectors are provided 
for tubings from intravenous transfusion set, eleotrocardio- 
sgraph, temperature leads, and other recording instruments, and 
the condition of the subject can be constantly observed through 
small transparent windows.
To achieve profound hypothermia by blood-stream cooling, us- 
:ing the patient*s own lungs for oxygenation or otherwise, it 
is necessary to provide some mechanical means to take over the 
function of the heart. In this way, it is possible to (l) est- 
jablish a satisfactory pulmonary systemic circulation; (2) con- 
ztlnue the cooling process in the presence of a non-functioning 
heart; (3) rewarm when desired after a long period of circulat- 
sory arrest and (4) restore normal heart action.
Apart from the basic essential components, such as oxygéna- 
3 tors, pump and tubings, modern he art-lung bypass equipment com- 
; prises various auxilary elements which, depending upon the type 
of procedure planned, may or may not be dispensable. In what
follows some of the elements of extra-corporeal techniques are 
briefly described.
Pumps
In practice, the number of pump types has been reduced to 
four, and these are the roller pump, the finger pump (Sigma 
Pump), the Archimedean screw pump and the reciprocating pump. 
Roller pumps use a progression of rollers along a flexible tube 
filled with blood to provide the pumping stroke and to give di- 
:rection to the flow. Occlusion setting makes the pump load- 
sensitive, but requires an exactly adjusted compression of the 
resilient tubing to prevent undue blood trauma. In general, 
the more rollers to a pump, the greater is the haemolysis.
Single roller pumps have a circular housing in which a complete 
loop of tubing is inserted- and compressed by an electrically 
revolving roller. In twin roller pumps a loop of tubing lies 
in a horseshoe-shaped housing and is compressed by two rollers 
180 degrees out of phase (Fig. 10a). Roller pumps are relatively 
simple in design and remarkably sturdy. In multiple finger 
pumps, unidirectional flow is produced by series of keys which 
press in sequence against a resilient tube. The cycles of the 
operating fingers are timed so that some part of the tubing is 
always occluded by pressure against a solid plate (Fig. 10b).
Any convenient segment of an extra-corporeal circuit can easily 
be inserted into.the pump head. The Archimedean screw (Fig.
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Blood filters serve to strain debris from the extra-corporeal 
blood before it is re-introduoed into the organism. Good filters 
are atraumatic, offer negligible resistance to flow, have enough 
free surface for blood to pass despite partial plugging, and are 
easy to clean, assemble and free of gas bubbles.
/
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lOc) pump operates on the principle of a solid helical rotor 
revolving within, a resilient helical stator of different pitch 
so that blood is drawn along the thread. The fluid pockets 
trapped between the stator and the rotor progress: steadily to- 
i ward the oiitlet end of the pump and provide for a continuous 
flow. The pump is easily calibrated since there is no possible 
backflow. Pumps based on the Archimedean flow principle handle 
blood gently and are capable of a wide range of output., Recip- 
Jrocating ventricle pump consists of a compressible chamber 
mounted in a rigid casing and are activated by displacement of y
fluid or gas in the casing (Fig, lOd). Unidirectional blood 
flow is maintained by the insertion of valves at the entrance 
and exit of the pumping chamber. Incorporated with modern sens- 
;ing and regulating devices, the reciprocating pump appears most 
promising, because it potentially combines inherent gentleness 
in blood handling with safety of operation and the reliability 
of positive displacement pumps.
Blood Filters
22
Bubble Traps
Bubble traps are necessary safety devices in most extra-corp- 
;oreal blood circuits. Their design is based on theoretical 
considerations relating the velocity of vertical ascent of the 
bubbles to‘the duration of transit of the blood through the bub- 
:ble trap. A prolonged transit through a relatively shallow 
layer of blood gives the bubbles the best chance to rise and 
dissipate. Auxiliary factors such as skimming, centrifugal sep- 
:eration or anti-foam compounds are used to supplement bubble 
elimination by buoyancy.
Flow-meters
Since knowledge of the perfusion flow rate is important in 
heart-lung bypass procedures, some means of measuring flow must 
be introduced into the extra-corporeal circuit. Occlusive pumps 
can serve as flowmeters. In the case of non-ooolusive pumps, 
too many variables must be computed to obtain a flow reading 
which is of practical value. Cumulative recording of flow by 
temporarily interrupting the circulation is inaccurate. Most 
frequently used in extra-corporeal circuits are electro-magnetic 
flowmeters.
Temperature Regulators
Since there is considerable heat loss in all extra-corporeal 
circuits, devices have been introduced for the purpose of main-
staining the temperature of the perfused organism within the 
normal physiological range. Water baths, warm air, infra-red 
radiant energy and heating wires have been used with varying 
success. Because of possible thermal injury to the red blood 
cells, the ^ local temperature of surfaces in contact with blood 
should never be permitted to exceed 40’G (Forrester, 1965)*
Oxygenators
The design of a practical oxygenator dates back about 25 
years to the work of Gibbon (1959)• The number of different 
types in use at the present time is very large and this survey 
merely attempts to outline the principles on which a number of 
the more^devices work. There are four main% types of oxygena- 
itors in general use, namely the membrane oxygenator, the screen 
oxygenator, the bubble oxygenator and the rotating disc oxygena- 
i tor.
Membrane Oxygenator The first membrane oxygenator practical
for human perfusion resulted from a development of the multi­
layered lung originally described by Clowes et al (1956). Oxy- 
igen is passed along one side of a highly diffusable membrane 
and blood is passed along the other side, as in the lungs (Fig. 
11). The net result is a diffusion of gases across the membrane, 
functioning as it does, across alveolar capillary membrane in hu-
»man lungs. Venous blood is carried by a vertial column and
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distributed between each pair of membranes by a radially pierced 
ring. Arterialiaed blood is collected in a similar column, at 
the opposite angle of the assembly. Oxygen is circulated thr- 
îough grooves in the supporting plates or through interspaces of 
woven spacers between consecutive blood layers. In order to 
maintain a constant blood volume within the oxygenator, over­
stretching of the membrane must be avoided. This is done by 
keeping pressure and flow in the apparatus constant. Gentle 
handling of the blood, disposability of parts in contact with 
blood, freedom from gas bubbles and simplicity of volume oon- 
:trol are the outstanding virtues of the membrane lungs. Biff- 
îiculty of assembly and high cost of the disposable membranes 
are among the drawback.
Screen Oxygenator A relatively simple stationary screen
oxygenator was described by Kay and Anderson (1958). It is re- 
: presented in Fig. 12a. Its foremost feature is the use of the 
recirculating pump to prevent the venous blood from reaching 
the arterial outlet without first going over the oxygenating 
screens, which are made of stainless steel wire mesh. This el- 
siminates separate storage containers for the venous reservoir, 
coronary sinus reservoir, arterial blood reservoir, arterial 
filter and bubble trap. Venous blood enters the unit on one 
side as does the blood from the coronary sinus suction tip.
Mixed blood consisting of venous and recirculating arterialized
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Pig. 12a. Single-chambered screen oxygenator of Kay & 
Anderson (1957).
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Pig. 12b. Automatic filmer & screen chamber.
blood reaches the screens via the internal circuit pump* The 
distributing chamber at the top of the artificial lung is emp- 
:tied of air and filled completely with blood before starting 
the oxygenation. This provides equal pressure throughout the 
distributing chamber and causes similar flow through all the 
openings. The filmer (?ig. 12b) establishes a film of blood 
on the screens by simply lowering the former. Oxygen molecules 
are passed across the face of the film to oxygenate the blood. 
Fully oxygenated blood collected at the other side of the unit 
is distributed to the organism via the arterial pump. The speed 
of perfusion is regulated by the aortic pressure. The apparatus; 
is capable of oxygenating and delivering an amount of blood equal 
/ ‘5 to normal cardiac output in adult/and children.
Bubble Oxygenator Bubble oxygenators take advantage of the
fact that a large gas-blood contact surface can be created in a 
relatively small amount of blood by bubbling oxygen through the 
blood. The greater the number of small bubbles, the larger the 
gas exchange surface will (Fig. I5). A typical bubble oxygena- 
stor was presented by Cooley et al (l9$8) as shown in Fig. 14*
It is made entirely of Stainless steel and thus can be cleaned 
and sterilized as surgical instruments. It consists of four 
principal partsj (a) a diffusion head for oxygen dispersal; (b) 
an oxygenating column; (0) a defoaming chamber and (d) an in«
Jdined helical trough. The diffusion head is perforated by
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Bubble Area
5 diameter (mm. )total areaNo, of bubbles
12.4
.4 10.410
22.4
lo35
104 104
224
0.2
1040
.0271 .012
0
5 10^  10^  10^  lo”10^ 10^ 10^
Number of bubbles from 1 ml. of gas
Fig. 15. Table & Graph showing the total surface area produced by 1 ml. of gas when divided into an in­creasingly larger number of bubbles of progress­ively smaller diameter. (Modified from Clark, 1959)
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Fig. 15* Disposable plastic bubble oxygenator by Cooley et al.
(1962).
approximately I50 small holes, 0,5 mm in diameter, around which 
the venous hlood enters. On top of the oxygenating column is 
the defoaming chamber, into which the blood-gas mixture over­
flows. This chamber contains disposable stainless steel scour- 
ring sponges sprayed with anti-foam. From the defoaming cham- 
;ber the liquid blood, purged of its gas bubbles, is drained 
through a spigot and passes into the inclined helical trough 
that leads to an arterial reservoir. Attached to the reservoir 
is a side tube to indicate the blood level. The apparatus pro- 
svides blood flows up to 3 litres/min with a priming volume be- 
rtween 1 and 1.5 litres.
In 1963 Goetz incorporated a highly efficient heat exchanger 
in the Cooley oxygenator, without additional blood contact sur- 
jfaces or priming volume. Cooling or rewarming of the blood is 
effected by circulating water of varying temperatures through 
two heat exchange coils formed by two parallel running helices 
around the oxyen§dting column. These two coils form an inner 
and an outer channel. The division is not, however, carried 
entirely to the end so that the two channels communicate with 
each other at the uppermost part of the helical coil. It is 
obvious from Fig. I4 that the roof of the channels is formed by 
the helix which carries the blood down. All parts being made 
of stainless steel, the helix readily takes on the temperature 
of the water running in the channels. Cooling and rewarming of 
blood primarily takes place as it is running down the helix.
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However, as is apparent from the figure, one side of the inner 
channel is formed hy the central bubble chamber or oxygenating 
column, so that this, too, forms part of the heat exchange sys-
îtem with ti^ e result that the bubbles arrive already cooled in
;
the defoaming chamber. At the lower end of the helix, the chan- 
snels are connected to two tubes which are brought out of the 
oxygenator through the base plate and fitted with connections 
serving for water inlet and outlet. Cooling and rewarming of 
the blood is thus accomplished by circulating water at any de- 
: sired controlled temperature through the heat exchanger.
Another type of bubble oxygenator worth mentioning is the one 
described again by Cooley et al (I962). It is.a disposable pla- 
sstic bubble oxygenator. Blood is withdrawn from the venae cavae 
by gravity drainage using plastic catheters into the base of the 
oxygenating column which is located below the level of the venae 
cavae. The flow of oxygen provides the driving force for the 
blood through the vertical column (Fig. 1$). The blood-oxygen 
mixture enters the defoaming chamber which contains a stainless 
steel sponge coated with anti-foam. Oxygenated blood then passes 
through a filter located between the defoaming chamber and the 
reservoir. The arterial flow rate to the femoral artery is ad- 
: justed to equal/the volume of blood returned to the oxygenator. 
Blood aspirated from the cardiac chambers during bypass is re- 
Îturned to a disposable collecting chamber by means of individual
roller pumps from which it flows by gravity into the oxygenating 
chamber. Flow rates in excess of 5*5 litres per minute are poss- 
sible with this oxygenator with complete oxygenation.
Rotating Disc Oxygenator Perhaps one of the most successful
rotating disc oxygenator'' is that described by Osborn et al (I960) 
as shown in Fig. 16. It incorporates a water jacket for rapid 
cooling and rewarming of the blood during the period of oxygéna- 
)tion. The improved model reduces the danger of foam formation 
by reducing the clearance between the discs and the cylinder 
wall to 0.4 mm, which is small enough to be easily and consist- 
lently spanned by the centrifugally formed blood seal. This con- 
îtinuous meniscus of blood is maintained all around the disc, and 
the whole adjacent interior cylindrical surface is wet with non- 
stagnant blood and thus- can be used as a heat-transfer surface. 
However, since this arrangement leaves room for neither blood nor 
oxygen to flow axially through the oxygenator, Osborn and associ- 
sates have provided blood flow by a longitudinal channel at the 
bottom of the cylinder. Oxygen flow is made possible by one 5/Ô 
in. diameter hole located in each disc near the shaft. On assem- 
sbly, each hole is oriented at. 180 degrees to those in adjacent 
discs, so as to encourage mild gas turbulence.
This oxygenator has the advantages of having high perfusion 
rate, being 4& litres per- minute; it does not produce foam; it 
has high ratio of oxygenating surface to priming volume ; it em-
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sbodies heat exchange characteristics which) without additional 
blood contact surfaces or priming volume, allows perfusions to 
be combined with rapid cooling and rewarming of the circulating 
blood, and the cleaning process; is simply performed on the shaft- 
disc assembly as a unit, without disassembly.
Heat Exchangers
Heat exchangers are used to cool rapidly and rewarm the or- 
îganisra during surgical intervention in order to benefit from 
hypothermic conditions. These devices can decrease the oesopha- 
îgeal temperature of the perfused organism by 1-5*C per minute 
at flow rates from 1 to 4 litres per minute. The rate of re- 
jwarming is somewhat slower. In addition to their efficiency 
of heat transfer, heat exchangers must meet the same require- 
iments as all other components of extra-corporeal circuits? 
namely non-toxicity of construction materials, no possibility 
of mixing between the blood and the coolant, low priming volume, 
minimal resistance to flow, and ease of cleaning and steriliza- 
rtion. Some of the typical experimental and clinical heat ex- 
jchangers are discussed briefly below;I
The Brown-Earrison (Brown et al, 1958b) stainless steel heat 
exchanger has been widely used. It consists of an outer cylind- 
jrical jacket 15-& in. long and 2-^  in. in diameter through which 
24 straight thin-wall tubes 0.18 in. bore run longitudinally*
The ends of the tubes are welded into a header plate (Fig. I7)
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Fig, 17* Blood heat exchanger by Brown et al. (1958).
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at eaoh end and the surfaces in contact with hlood are highly 
polished. Each end of the exchanger cylinder is threaded to 
take a stainless steel cap fashioned with a headed tuhe to which 
usual plastic hlood inflow and outflow tuhing is attached. TheIinterior of'each cap is conically shaped, providing sloping sur^ 
sfaces for the flowing hlood at each end of the exchanger to avoid 
the trapping of any gas huhhles. Near the hottom of the exchanger 
jacket is a water inlet through which cold or warm water enters 
the exchanger jacket and flows upward to a similar outlet at the 
top of the exchanger. Baffle plates within the jacket of the ex- 
Î changer ensure thorough circulation of the cooling or v/arming- 
water around the thin tuhes carrying the hlood. The heat exch- 
: anger is mounted in a vertical position.
In 1961 Hufnagel and co-workers reported a very efficient heair 
exchanger with low priming volume (only 22 ml). The hlood cir- 
3 cuit is interposed between two surface contact areas for heat 
exchange. The film of hlood is 0.125 cm thick and the total sur- 
sface area available for heat transfer is approximately 2,000 sq. 
cm. This is provided by a hollow tubular outer jacket and an 
inner hollow cylinder, each of which separately connected to the 
heating and cooling circuits (Fig. 18). The length of the exch- 
sanger is 50 cm. The internal diameter of the outer jacket is 
6.65 cm and the outside diameter of the inner cylinder is 6.4 cm. 
The inner cylinder is centrally suspended within its jacket so
50
water inlet
for inner 
cylinder
blood
inlet
water inlet 
for outer 
jacket
water outlet 
for outer 
jacket
blood passage
blood
outletwater outlet 
for inner 
cylinder
Fig. 18. Blood heat exchanger by Hufnetgel et al. (I96I).
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that.; there îs a uniform spaoe of 0.125 cm between the two walls 
through which the blood passes for temperature regulation. The 
ends of the inner cylinder are cone shaped. Blood is passed in 
a laminar flow through the exchanger, minimizing trauma. Thet
exchanger components are maintained in alignment by highly pol- 
îished end plates through which blood is introduced and removed. 
The entire unit may be taken apart for easy cleaning and silicone 
coating. It may be autoclaved as a single unit when reassembled.
Performance of heat exchangers, in terms of blood cooling or 
rewarming, can be measured and adequate oomparision of different 
devices has been established (Fig. 19)*
At about the same period the annular type of heat exchanger 
used by Brew (196I) features also concentric cylinders. It is 
a double annula type, consisting of four concentric cylinders 
having a central annular blood passage surrounded by an inner 
and outer water jacket. The blood passage is formed by four hel- 
îical grooves 1-J- in. wide and I/16 in. deep? machined into the 
inner blood cylinder. The cylinders containing blood are made 
of stainless steel and there are no welded joints within the 
blood passage. Although the priming volume of the unit is only 
425 ml, the surface area for heating and cooling is 5 SQ.* ft. 
(approx. 4,650 sq. cm.). The blood inlet and outlet connections 
to and from the helical channels are via a common, circular header 
channel, terminating in 5/8 in. bore stainless steel tubing, pro-
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Fig. 19« Comparison of efficiency of heat transfer in certain
heat exchangers used in hypothermic perfusion. The Coeffic­
ient defined as the blood temperature change across the heat 
exchanger —  from inlet (T^^) to outlet (T^jo) per degree C. 
of temperature difference between the inlet blood temperature 
and the inlet water temperature (T*i)%
Coefficient Tbi - *^0
bi - Twi
For example, at a flow rate of 4 l/min, the coefficient for 
the "USIFROID” is 0.65. If blood enters at )6 "C. and the 
exchange fluid is 2*C., the blood temperature will change 
by (36-2)x0.65 or 22.1'C. Hence the blood outlet tempera­
ture is (36-22.1) or 13«9*0 .
studing from the heat exchanger. The hlood cylinders, when 
f  ' assembled, form sTxi integral unit available for mounting with 
the inner water jacket. The blood assembly slides over the in- 
jner water jacket and is separated from it by means of helical 
strips forming the water passages. Water connections to the 
inner and outer jacket are supplied from the base of the complete 
assembly. The inner water connection is a fixed stainless steel 
tube, while the water connections to the jacket are supplied in 
a transparent plastic material to permit removal of the blood 
assembly. This heat exchanger is produced by A.P.T. Ltd., Sus- 
isex, following long experimental trials in collaboration with 
the Westminster Hospital, London.
In France, a very compact heat exchanger has been developed.
It consists of stainless steel tubes with rods inserted axially 
within the blood tubes to improve heat exchange, because the bl- 
sood path is reduced to an annular space in direct contact with 
the heat exchange fluid (Fig. 20). This "U8IFR0ID" exchanger 
has very high thermal efficiency (Fig* 19) even at high blood 
flow rate (4 litres per minute). It is capable of cooling a 
body weighing 80 kg down to 10*0 in 15 minutes, but at the same 
time maintains a low priming volume of only 200 ml.
The principle of concentric cylinders has also been employed in 
Italy by LeGasperis and co-workers (1962). The interesting fact 
is that their concentric cylinders are bent into an inverted "H" 
tube. The heat exchanger is mounted vertically on a stand. It
blood inlet
— removable connections
rods
/
\
a
—
m m m — —
■ ■ ■ — _
IseIn Ib I
03 jacket tightness joint
water 
outlet
transparent jacket
water passage
removable tubes in 
which blood passes
baffle plates
plates for bearing
holes for
thermo
elements
Fig. 20. "USIFROID" heat exohang# 
(Boulogne, Seine, Fr.).
blood
outlet
55
air vent
water
inlet
blood
outlet
Plexiglas
headpiece
inner water 
passage
outer water 
passage
blood passage
.holes for thermo 
\ elements 1 -------
blood
inlet wateoutl
Fig, 21. Blood heat exchanger by DeGasperis et al. (1962).
is made of stainless steel, the branches of which are placed in 
water jackets formed by two concentric cylinders (Fig, 2l). The 
cuter surface of the tube and the external surface of the 
inner cylinder form a narrow space, "blood chamber", containingi
the circulating blood. Both these surfaces are highly polished,
A Plexiglas headpiece at the upper end of the water jackets covers 
the curvature of the "U" tube, completing the blood chamber in 
that portion. The cold or warm water circulates inside the "B" 
tube along the internal surface and inside the water jackets 
along the outer surface of the blood chamber with the exception 
of the portion covered by the Plexiglas headpiece, which allows 
priming of the apparatus and elimination of residual air bubbles 
through an air vent. The "TJ" tube is 150 cm long with an inner 
diameter of 0*5 cm. The width of the blood chamber is 0,15 mm, 
and the heat transfer surface measures 5?542 sq. cm. The prim- 
sing volume amounts to only 500 ml. The water flows in opposite 
direction to the blood strea, establishing a maximal temperature 
gradient at all points along the exchange surface.
The Melrose-N.E.P, perfusion unit features also the annular 
design of heat exchangers. These are commercially available in 
three sizes, giving heat exchange rates for the various surgical 
approaches. The surface areas range from 1,955 to 419.5 sq, cm, 
and the low priming volumes are from 80 to 20 ml at flow rates 
of 4.2 to 0.16 litres per minute. However, the rate of cooling
Ji:
is comparatively slow, for example, with the largest size of 
exchangers, it takes 40 minutes to cool a body weighing 65 kg 
to lO'C. Nevertheless, the ^ ^cls true ion of these exchangers is /
very simple and assembly is made very easy.I
Since the heat exchanger is the most vitally important of 
elements for perfusion hypothermic production, it is therefore 
given particular consideration as to design and heat transfer 
phenomenon. For a practical heat exchanger, the design criteria 
are as follows;
(1) the material in those parts of the apparatus in contact with 
blood must be non-toxic and the blood path construction in 
such a way as to produce minimal damage to blood cells.
(2) the exchanger must be easy to clean, must be capable of be-
sing sterilized by heat, and must be easy to assemble under
aseptic conditions.
(5) the complete extra-corporeal circuit must be capable of ba­
sing primed with blood without the possibility of air en- 
strainment during assembly or while it is in use.
(4) the pressure loss (resistance to blood flow) and the rate
/of pressure loss in any part of the appartus should be min- //
3 imal•
(5) there must be no possibility of mixing between the blood 
and the circulating liquid used to effect heat exchange.-
(6) to avoid damage to cells in the blood, at no time must it
be subjected to a temperature outside the range of 4-40"G.
(7) it must be possible to deliver blood from the heat exchanger 
at any temperature within this range so that the rate of 
cooling and rewarming in subjects of varying size may be 
strictly controlled,
(s) the priming volume of the heat exchanger should be small, in 
order to minimize the number of blood donors necessary.
Viscous Flow ‘ Whole blood is a complex non-Newtonian fluid. 
Its flow curve of shear stress against the rate of shear of the 
fluid is not linear, i.e. the "viscosity" of a non-Newtonian 
fluid is not constant at a given temperature and pressure, but 
depends on other factors such as the rate of shear in the fluid, 
the geometry of the apparatus in which the fluid is contained or 
even on the previous history of the fluid. Blood itself is a 
suspension of small particles (red cells) in a fluid (plasma), 
its flow in the tubes differs from that of simple fluids. For 
a given sample of blood there is a decrease in viscosity as the 
shear rate increases.
Non-^Newtonian rheology, when observed, is usually ascribed 
to the high hematocrit. The first comprehensive study of the 
effect of hematocrit on non-Newtonian rheology of whole blood 
appears to be that of Wells and Merrill (l96la). Their results 
are summarized in Fig. 22 (without anti-coagulants). The graph 
variation, of apparent viscosity (ratio of point values of shear
stress to shear rate) with shear rate appears to exhibit a steeper 
gradient than Newtonian fluids.
Further work on whole blood by the same authors (l96lb) showed 
that addition of anti-coagulants lowered the general level of vis- 
îcosity and ,caused the blood to approach a Newtonian flow (less 
variation of viscosity with shear rate).
One of the design criteria of heat exchanger is that the pres- 
! sure loss (resistance to blood flow) in any part of the apparatus 
should be^dT minimal, A quantitative measure of this resistance 
across the heat exchanger with annular passage has been made by 
Shore (I965)« It is found that when either flat plate sections 
or annuli formed by concentric cylinders are used, the rate of 
shear strain at the wall is greater than that in the equivalent 
tube diameter. Thus, for materials which show a marked reduct- 
îion in viscosity at high values of shear strain, there is con- 
s siderable advantage due to the improved velocity distribution 
following the reduction in viscosity at the duct wall. The main 
disadvantage of the tubular design is the distribution problem 
of feeding several channels with an equal flow rate, which greatly 
reduces the hydrodynamic efficiency of the exchanger.
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Fig, 22 Viscosity of fresh human blood, without anti­
coagulant .
H E A T  T R A N S F E R  P H E Î I O M E N O K
PHYSIOLOGICAL ASPECTS
The human body is a heat exchanger divided into three thermal 
zones —  superficial, intermediate and deep, or core.
Superficial Zone The superficial zone consists of the skin
and subcutaneous tissue. It serves as the outer layer for ex- 
: change of heat between the deep zone and the outside. This act- 
:ivity depends upon the amount of blood flowing in the skin and 
subcutaneous layer. With high flow rates (vaso-dilatation), heat 
exchange is active. This is the final step in preventing over­
heating. With reduced or no flow (vaso-constriction), heat ex- 
: change is a minimal or absent, as in cold. This is the final 
step in heat conservation. In fact, in extreme cold the super- 
ificial zone varies with blood flow, the outside temperature, hu­
midity and air velocity. Fluctuation is over a wide range and 
is continuous in response to environmental factors and to the 
rate of heat production and/or heat loss by the body. The rate 
of heat exchange is proportional to the body surface area, to 
tissue conductance, and to the difference in temperature between 
the core and the skin.
Intermediate Zone This zone consists of the skeletal mus-
icles. Heat loss is mainly from this site during the initial 
phases of induction of hypothermia. Under ordinary conditions
the skeletal muscles play a small role in heat production, most 
coming from the viscera. However, when chilling occurs and the 
critical core temperature is in danger of dropping, the skeletal
muscles are energized into production of heat. The large muscle1
mass is the most efficient part of a relatively inefficient heat 
exchange system, because of an extensive blood supply and because 
blood flow rate can increase when needed. Blood is the carrier 
mechanism in the human heat exchange system. Therefore, those 
areas with the best potential flow are the most efficient parts 
of the machine.
Beep Zone The deep zone, or core, consists of all structures
which lie within the body cavities. The normal temperature is 
generally given as 57'C, accepted as the reference point (Cooper 
& Ross, i9605 Blair, 1964)^ There is a small gradient normally 
between the core and the intermediate zones, amounting to about 
- O .5 to -1.0*0. The gradient between the core and the superfi- 
icial zone is larger, about -2 to -5"C. The core is the crux 
of the entire thermal system and the maintenance of its normal 
temperature under conditions of cold and warm outside tempera- 
îtures is the characteristics of the homeotherm.
Temperature Gradients
In both methods of surface and blood-stream cooling, core 
cooling can be accomplished only when heat loss exceeds heat
produotion. The key to the matter then is to promote the loss 
of heat while suppressing its production. Heat loss is aooom- 
:plished by transfer of heat from the body to a cold medium. In 
surface cooling the subject is placed in a cold environment, theI
superficial zone temperature drops from say, 55* to 10*0, enlarg- 
sing the core to superficial gradient. There is, however, a de­
lay of about 15 minutes before the intermediate and core tempera- 
*tures begin to fall. This time lag is due to failure to lose 
heat as a result of the intensive vaso-constriction in the super- 
zficial zone. This resistance is broken when the vaso-constrict- 
lion is replaced by vaso-dilatation and the skin is flooded with 
blood, thereby permitting the skin to do its job* as a heat exoh- 
#anger. The mechanism of skin vascular dilatation in extreme of 
cold has been elaborated by many workers (Burton &  Edholm, 1955)* 
Lewis (1950) presented the "hunting'* phenomenon —  vaso-constrict- 
lion foilwed by vaso-dilatation, caused by prolonged exposure of 
body or part of the body in a cold medium. With the increased 
flow, heat loss is rapid and the core temperature falls. The 
skin temperature continues to fall until it approaches the temp- 
zerature of the environment and then stabilizes. The muscle 
temperature falls to a lesser degree.
When the subject is removed from the cold environment, an in- 
zteresting and, dangerous phenomenon, occurs. The body core temp- 
lerature continues to drop. The continued decline is termed
0 4
"after-fall" and is characteristic of all surface cooling tech- 
I : nique s. The fall averages 2*0 and may go as high as 5*C (Behnke 
& Yaglou, 1951? Lewis & Tauffic, 1955; Virtue, 1955; Spurr et al 
1956; Cooper, i960). The amount of drift is influenced by a num-I
zber of factors. These include rate of cooling, size of subject, 
degree of peripheral vascular dilation, ambient temperature, act- 
% ivity of reflexes, and core to skin gradient. The result is 
that the level of hypothermia becomes deeper. Great care must 
be exercised in timing cessation of the active cooling period or 
the descent will carry the subject to potentially dangerous levels.
In order to demonstrate in a qualitative fashion the time-lag 
and after-fall phenomenon, a water model was constructed (Waters 
&  Mapleson, I96I) to indicate how the temperature changes arise.
A row of water containers is set up (Fig. 25), each one connected 
by a narrow-bore tube to its fellow. The end jar has an outlet 
which is allowed to drain into a sink. The jar on the left re- 
Ipresents the centre of the bOdy; the jar on the right represents 
the surface layer. The flow of water from left to right repre- 
:sents the flow of heat from centre to surface. If water is 
drained from the end jar, the level in that jar falls rapidly.
Then the next jar begins to show a fall. The process continues 
until the jar on. the left is responding. But there is an appre- 
joiable delay defore this happens, i.e. the jar representing the 
centre of the body shows a lag phenomenon. The cooling is now
65
Fig. 25 Water model to illustrate temperature 
changes in the body during surface cooling 
(Waters & Mapleson, I96I).
1st row; before immersion; all regions at the 
same level of temperature
2nd row; during cooling; different levels in 
different regions
3rd row: soon after cooling has stopped; levels 
beginning to even out
4th row: finally, a new equilibrium established
stopped, i.e. the tap draning into the sink is turned off. At 
the moment at which it is turned off the levels in all the jars 
are different. But now a process of levelling-out occurs and
two things happen: there is an after-rise in the jar on the1right and an after-fall in the jar on the left, representing a 
temperature rise in the superficial zone and a further fall of 
temperature in the core of the body.
/
HEAT TRANSFER THEORY 
Extra*oor-poreal Ooolin#
Although the intra-corporeal transport of heat hy circulating 
blood has been recognised for some time as an important factor in 
thermal physiology, the quantitative description of this concept 
is still not satisfactory. This is certainly owing, in part, to 
the extreme difficulty associated with making experimental mea- 
jsurementa of quantities such as the local blood flow rate and 
the local rate of heat generated by metabolic reactions.I
However, in order to adequately interpret temperature profiles 
in the human under hypothermic conditions, one must be able to 
account for the following factors; (l) local generation of heat 
by metabolic reactions, (2) conduction of heat due to thermal 
gradients, (5) convection-cf heat by circulating blood, (4) 
countercurrent heat exchange between adjacent large arteries 
and veins (5) the storage of heat.
The human body, from the heat transfer point of view, can be 
hypothetically divided into six elements, consisting of the trunk, 
the head, two arms and two legs. Each element is assumed to be a 
homogenous cylinder of bone and tissue covered with a layer of 
fat and skin. For a homogenous, isotopio cylinder, in which
only the radial conduction of heat is considered, the transient
■state heat conduction equation may be written ass
Due to the previously mentioned conditions, this equation has 
to he modified when applied to the human thermal system under 
normotherrala to the following form
/"O 3 ^  - k ( | ÿ -  + + qm + (V8)n(taa - *n) Eq. 2
This equation is simply a mathematical statement of the first 
law of thermodynamics written for an infinitesimal element of 
tissue. The term on the left-hand side of the equation is the 
rate of accumulation of thermal energy per unit volume. This 
equals the sum of the three terms on the right which represent, 
in order, the rate of conduction of heat into the element, the 
rate of heat generation by metabolic reactions, and the rate of 
heat transfer from blood to tissue. However, for hypothermia, 
where heat loss exceeds metabolic heat generation, the body 
temperature falls, the net heat loss being known as the heat 
debt, Eq. 2 will be re-written as
- - k ( - ^  + + qm + 5I
where t ^  t^ since heat is conducted away from the element 
and heat flows from tissue to blood. Here radiation and evapor- 
lation heat loss is negligible. These equations must be solved 
subject to the following boundary conditions
- k - 4 ^  " h (ta - ta) Eq. 4dr 
at r «
This equation states that the rate of conduction of heat to
the surface ^through the tissue equals the rate of heat transfer\
from the surface to the environment*
Surface Cooling
The hypothermic heat transfer concept with air cooling is es- 
ssentially one of forced convection and transient heat conduction, 
whereas evaporation and radiation heat loss, during active coolingI/ id negligible. Metabolic heat production amounts to about 10?^ of 
total heat loss during cooling (see Section VI).
Here the cooled air has a velocity imposed upon it by means of 
a fan, and is brought into contact with the skin surface of the 
subject. The factors on which the rate of heat flow q under oon- 
sditions of forced convection depends are likely to be the linear 
size 1 of the body, the difference in temperature 6 between the 
body and the air, the conductivity of the air, its absolute 
viscosityy U , its specific heat Op, its velocity v and its density
According to the method of dimensional analysis
q - f( 0, ka, Cp, 1, V ) Eq. 5
It follows that
q .  Eq. 6
or
Hence the Husselt number (ql/k^S) is a function of the Prandtl 
(/<Cp/ka) and Reynolds (/^vl//<^) numbers.
i*6# f ) ®-e)
Another transient heat conduction phenomenon for both surface 
and blood-stream cooling requires that, if the subject is space- 
:wise isothermal, i.e. having little or no temperature gradient 
in the body, the temperature varies only with time. If a certain 
small body of finite thermal conductivity at some uniform tempera- 
:ture when at time zero is placed in an environment of a different 
temperature, the problem is to determine the change in temperature 
with time as a function of the system characteristics. Gonsider- 
*ing the heat balance on the subject, equating the change in heat 
capacity with the convective heat loss, yields
- h Ag (t - Eq. 8
where Y is the volume of the body and Ag is the surface area.
The appropriate initial condition is t « t^ at s « 0. The ambient 
temperature t^  ^is a constant. Eq. 8 can be re-written in the form 
of a differential equation for the excess temperature where 0 is 
the temperature difference (= t - t^ )^
de k Ag Eq. 9Ô /3CV
The appropriate condition for the evaluation of the single constant 
appearing in the solution of Eq. 9 is the initial condition, the 
temperature of the subject at time zero,
s » 0  ô «  0Q
With the use of this boundary condition the solution for 
Eq. 9 becomes
_ ^ g
e Eq. 10®0
It is clear that a plot of Eq. 10 for log@ (s /Oq ) versus s 
will yield a family of straight lines with (hAg/CY/^) as a para- 
;meter. Eq. 10 can be re-written to advantage as
/ hL \ / o4. 3 \JL.
©o
where (hL/k) » Biot modulus
(c^ s /L^) « Fourier Modulus
■ thermal diffusivity
The value L in the Biot and Fourier moduli is recognised as a 
significant dimension of the system and is derived as the ratio of 
the volume of the body to the surface area. Thus for simple geom- 
setrioal shapes the value of L can be readily obtained.
rS 1 ToFor cylinder: L - — -------—  « — —  1 p  Tq2 ^ ro ,l 2 ^
The Biot and Fourier moduli are dimensionless and have the great
advantage that when used in the manner of Eq. 11 the temperature­
time historiés for all bodies can be reduced to a single universal 
plot for all values of the convection boundary condition.
Thus if the human body were divided into six elements of homo- 
sgenous cylinders consisting of the trunk, the head, the two arms 
and two legs, Eq. 11 is best applied, provided a mean body temp-
lerature is established.
!In 1961, Forreter and Brown reported a method of attaining a 
pre-determined oesophageal temperature in human subject using a 
new approach to the technique of air cooling. By measuring the 
temperature difference of cooled air between inlet and outlet 
in a specially constructed and calibrated hypothermic cabinet, 
and by equating the amount of heat loss of the patient to the 
heat gained by the cooled air, they were able to show that the 
cessation of cooling is independent of the oesophageal tempera- 
jture obtaining at that time and that the desired final tempera- 
îture is determined solely by the amount of heat which has been 
given up by the patient. With this method it is possible to pre- 
sdict the "after-fall" which inevitably occurs when active sur- 
sface cooling stops.
Prior to this, no systematic method was found available for 
the determination of the pattern of heat given up by subjects 
under hypothermic conditions, nor was there any means of investi-I: gating the variations, if any, of tissue conductance and conduot- 
sivity with the core temperature during the period of hypothermia. 
An extension of their work is developed and presented here.
The differential heat balance with this method of surface cool-
sing is given by (see Appendix III)
Q = W = M Op ( %  - tag) Eq. 12
It follows
][(ta - tde) » Eq. 15
Considering a thick cylinder of surface area Ag, radius r at
temperature tg in contact with cold air at uniform temperature tg, 
at any time s from the start of the cooling operation, the quant- 
sity of rate of heat Q transferred in the short time ds depends 
upon the surface area of the cylinder, the difference in tempera- 
sture between air and the surface of the body, and a factor h, the 
coefficient of heat transfer from the surroundings to the surface
Q = - h A g  (tg - t g )  Eq. 14
The convective heat loss from the cylinder to the outer-sur- 
3 face is directly proportional (l) to the mean thermal conducti- 
svlty k of the body, (2) to the mean surface area normal to 
the direction of heat flow and (5) to the temperature difference 
(tg - tj^ ) between the points from and to which the heat is flow- 
;ing and is inversely proportional to the length (rg - r^) of 
the path of heat flow. I
Thus
q ^  - k-|^ Eq. 15
This quantity of heat loss by conduction to the surface through 
the tissue equals the rate of heat transfer from the surface to
the environment. Hence the equation of heat transfer can, for 
practical assessment of the problem, be written as (see Appendix 
III)
Q « Ajjj ql « * k Aj^  (— ;— — — -) « “ h Ag (t^ - tg) Eq. 16^s -
E X P E R I M E N T A L S C H E M E
The hypothermia investigations reported on were carried out 
as part of an experimental programme on cerebral blood flow in 
normothermia and hypothermia on the dog undertaken by the Depart­
ment of Anaesthetics of the Royal Infirmary, Glasgow, The sur- 
sface cooling technique chosen was that of Forrester-Brown which 
permits effective control of the after-fall essential in experi- 
:ments of the type undertaken.
Table 1 General Surface Cooling Hypohtermia
Device Cooling "after-fall" Control
Safetyfactor Patientcare
ice bath rapid large poor fair poor
blanket slow small good V .  good V. good
cold air fair small good good V .  good
Table 1 shows a qualitative coraparision of the surface cooling 
techniques available. It is seen that the cooling blanket would 
appear to be the best choice for hypothermia induction. However, 
it does not give a good contact surface of the body with the cool- 
sing medium, creating a non-isothermal surface. It was for this 
reason that air cooling, although expensive, was decided on as it 
further permits by an extension of the Forrester-Brown concept, 
the reliable pre-determination of the amount of total heat ex- 
; traction.
For this series of experiment, a hypothermic cabinet was spec- 
:ially design and constructed, to enable the following investiga-
stions to be carried out:
(1) to attain a pre-determined level of oesophageal temperature 
of the dog.
(2) to follow the temperature-time history and the muscle temp- 
serature gradients during and immediately after active cool- 
:ing.
(5) to assess the overall specific heat of the perfused animal.
(4) to correlate the heat extraction, rate of fall of temperature 
and body weight.
(5) to investigate variations of muscle thermal conductivity and 
conductance of the animal.
D E S C R I P T I O N  O F  A P P A R A T U S
The hypothermic equipment (Figs. 24-27 ) is divided into two 
compartments, the upper one for the dog forming the cabinet it- 
:self, and the lower one for the cooling equipment and a fan.
The cabinet measuring 75'* % 60" x ^0" is constructed of light 
timber enclosing "Polyaote" insulation on the detachable hood, 
on the sides (except for the sliding door), and on the ends. A 
circular aperture at one end allows the head of the animal to be 
supported on a rest outside the cabinet. The interior of the 
cabinet is illuminated'by electric light. The temperature leads, 
tubing from intravenous transfusion set and sphygmomanometer 
emerge from one of the two perspex windows on one end through 
which observation of the subject's chest movements is possible, 
permitting minor adjustments made if desired.
The wooden base of the cabinet supports a stretcher composed 
of strong open nylon net on which the dog lies, thus minimizing 
the contact surface area. This also serves as an operating ta- 
sble. The inlet for air is formed by seven apertures located at
the base of the cabinet, with the air stream circulating under
ithe subject and directed onto one side of it. The outlet duct 
is of rectangular shape at the other end of the cabinet, which 
forms an integral part of the wooden table. The detachable hood 
of the cabinet fits air-tight against flanges along the edges of 
the table during the induction of hypothermia.
Pigs. 24 &  25 Hypothermic Cabinet
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The cooling unit comprises a 1 h.p. hermetically sealed con- 
sdensing unit (Teoumseh B'I'CjIS-LT) to work in conjunction with a 
forced draught evaporator (Frigidaire SV/F*-3^ 0) ♦ The capacity of 
the refrigeration unit is 1,200 kcal/hr at -5"C. The temperature 
of the air Within the cabinet is controlled by a thermostat set. 
to -10*0 in thé inlet air stream* The cooling unit fan is driven 
by a l/lO h*p* A*G. motor and is wired to operate continuously.
For air temperature measurements at inlet and outlet, copper- 
constantan thermocouple wires are used. The high thermal con- 
:ductivity of metal thermocouples can introduce an appreciable 
error by conduction of heat along the wires, but this can be re- 
sduced by using very fine wirps, due allowance being made for 
durability and rigidity. These are first inserted into fine- 
bored plastic tubings and then into ordinary small bore garden 
hose for insulation and protection against any tendency of cor- 
:rosion, kinl-cing or damage of any form. The thermo-junctions 
of the wires are soldered and metal sheaths are used. The cir- 
■ : cuit is so designed for this part that since temperature diff- 
serence between outlet and inlet air is required, no reference 
junction is necessary. The signal of air temperature change is 
picked up in a Cambridge indicating potentiometer, with an op- 
îtional external spot-light galvanometer attached. The set-up 
provides, for a temperature range of 40-28*0, an amplified sen- 
ssitivity of 0.1*0, considered acceptable as far as potentiom- 
:meter-indicators are concerned. This is chosen because once
Fig, 28: A type of Thermocouple Needles
Fig, 29 Air Flow Measurement

the null point is achieved, there is no current flow and hence 
no heating effect is developed along the length of the thermo­
couple wires. The muscle probes are also made up of copper- 
constant an wires (Fig. 28 ), with junctions soldered as close 
as possible to the tips of the needles, the cannular space of 
which is filled with araldite. The length of the delicate wires 
runs inside fine-bored plastic tubing to ensure protection. The 
needles are connected to an ice junction, through a toggle switch 
and then to the Cambridge potentiometer. Each needle is marked 
in lengths of 1 cm to $ cm along the stem from the junction at 
the tip.
C A L I B R A T I O N S
Calibration of Thermocouples
Prior to instalLtion in the cabinet, copper-constantan thermo- 
scouple wires were calibrated. The probes were soldered point 
junctions submerged in a water bath with a thermostatically con- 
strolled immersion heater. The reference junction was kept at 
ice point and connected to a Cambridge indicating potentiometer
via ordinary copper leads. An electric stirrer was fitted in
4the water bath to minimize the convection effect, and’ standard ■ /
thermometer was attached to the thermocouple, with the probe lo- 
scated as close as possible to the mercury capsule of the stand- 
sard thermometer. The thermostat was set at different levels of 
temperature to give a series of readings of electrical potentials 
(e.m.f.) set up in the thermo-junction of the thermocouple. The 
computed result gave the value of temperature difference between 
the two junctions per electrical potential of the circuit.
Calibration of Hypothermie Cabinet
IVhen air passed from the inlet apertures to the outlet duct, 
it picked up heat from the walls of the insulated cabinet. This 
loss of heat, hence the change of air temperature, of the empty 
cabinet varies with the ambient temperature and with time. It 
could be evaluated by calibrating the empty cabinet at various 
and repeated ambient temperatures, reproducing the environmental 
conditions of the operating theatre. Although there were seven 
apertures at the cold air inlet, it was reasoned that one of the 
thermocouple junctions should be kept fixed permanently at the 
same aperture throughout the period of both empty cabinet call- 
sbration and cooling of the animal, thus minimzing any possible / 
discrepancy.
Maximum ambient temperature range encountered in the operating 
theatre was from 19-24*C. Calibrations obtained were shown in 
Fig. 50.
Air Flow Measurements
The criterion here, for this particular cabinet, was that the 
cold air inlet apertures were located at the side of the dog*s 
trunlc when in position, hence the air stream was directed right 
onto it. The air flow rate used in the analysis was that mea- 
ssured at inlet. The-technique of measurement and relevant oal- ' 
sculations are as follovfs and tabulated in Appendix Is
The seven inlet apertures were divided into fourteen stations, 
i.e. two stations per aperture for the measurement of air flow, 
for which a pitot-static tube with water gauge column was used. 
Mean values of the heights of water column were recorded.
z
j
Sketch of an aperture
Area a « r^ + (L - 2r)2r 
:J-7rb^  -Î- (L - b)b 
= bf L - t>(l - i»-) 
= - b ( L 0.215b) 
Total area A = (L - 0.215 b)
E X P E R I M E N T A L  P R O C E D U R E
Evaluation of Cabinet Constant
A series of nine dogs varying in weight from 10-57 kg were 
used in determining the cabinet constant. Immediately after 
anae.sthetiaation the dog was placed onto the nylon net stretcher 
of the hypothermic cabinet. It was shaved all round the trunk, 
which was immediately above the cold air inlet apertures. An 
oesophageal temperature probe was inserted for a length of app- 
sroximately 20 cm for the estimation of the core temperature, 
which was near to the heart level. A mercury-in-glass thermo­
meter was also placed in the oesophagus to counter-check the 
thermocouple reading.
After the animal had been prepared and control observations 
made at the environmental temperature, the hood of the cabinet 
was placed and fitted in position. Any space between the circu- 
îlar aperture of the cabinet end and the neck of the dog was 
sealed off with foam sheets, preventing escape of the cold air.
The thermostat controlling the refrigerator was set at -10*G, 
and the fan and cooling unit was switched on. This represented 
the active cooling phase. The oesophageal temperature gradually 
dropped and was recorded at 5"iïii^ t^e intervals, as was also the 
air temperature change between inlet and outlet. The graph of 
oesophageal temperature was plotted against time, giving warning 
v/hen the core temperature tended to 50*C. Generally at about 52*0
the refrigeration was shut off and immediately the hood of the 
cabinet removed. During this period, a steady rise of the skin 
temperature began, but the oesophageal temperature still declined, 
though at a decreasing rate, indicating that the core was still 
losing heat 1 to the intermediate and outer-layers of muscle. 
Finally an equilibrium was established when the oesophageal temp- 
serature reached a steady level, which normally persisted for 
an hour or so, enabling control data at this temperature level 
to be obtained. Graphs showing rate of fall of oesophageal temp- 
% erature were plotted (Fig. 51-55 )• From this data, the cah- 
sinet constant was determined.
Application of Cabinet Constant to attain the pre-determined 
oesophageal temperature
It was now possible to predict the amount of heat to be ex- 
:tracted from the dog in terms of the evaluated constant K and 
the body weight of the dog. This was performed prior to active 
cooling. Having calculated the summation of temperature differ- 
sence of the cold air, and the animal having been prepared as 
before, the active cooling phase began* Readings of oesophageal 
temperature and air temperature difference were taken at 5-i^ in- 
sute intervals until the summation of the latter reached the 
pre-determined value, when active cooling was stopped. Further 
readings of the fall of the oesophageal temperature however, 
were noted. A series of eleven dogs of weight from 8.7-55*4
leg were used in this part of the experiment. This data was used 
to compare the actual after-fall with the predicted after-fall 
calculated in the manner in Appendix V.
IStudy of Muscle Temperature Gradients
Another series of eleven dogs varying in weight were used to 
determine muscle temperature gradients. The procedure was iden- 
stical as before, except that the right hind leg of the dog was 
partly shaved, permitting a skin thermocouple probe to be att- 
: ached to the area of the leg. At the same time, needle thermo- 
•tcouples were located in the subcutaneous tissue at 1-3 cm into 
the region of the semitendinous muscle as far as possible in 
the same radial plane as that containing the skin probe, the 
needles being kept as closely normal to the skin surface as con- 
:ditions allowed. During active cooling and immediately after, 
the probe readings at different depths were recorded, from which 
temperature gradients shown in Pigs. 42-52 were evaluated.
R E S U L T S  A H D  D E D U C T I O N
Construction of Graphs
For hypothermic cabinet calibration, oases Uo. 4-12 are re-
t
:ported. The rate-of-cooling curves are plotted in Figs, 31-2, 
the reason being that some dogs had their initial oesophageal 
temperatures raised, where appropriate, with an electric fan 
heater during the preparation period. It is reasoned that if 
these curves of all the nine dogs were plotted in a single graph 
the pattern of the lines joining the co-ordinates would no longer 
be consistent. The "staggering" effect is simply due to the 
different body weights of the animals.
Fig, 33 represents the degree of accuracy of the preditive y  
result of the oesophageal temperature. The co-incidence of 
these cooling curves and the base lines of 30'C is apparent in 
most oases,
ÇFÈ^. 95-98 show the comparision of heat extraction of the 
dog with and without metabolic heat production. Group A shows 
the slower rate of heat loss whereas Group B, the higher rate 
of heat loss ( and hence the shorter period of active cooling).
t : /(
t- hj +
H
It
ti
-4
4— .
»%
it r
1
i
.I-
h-
V
t f
ur t/ / S A T ' : 'r A s o i / c '
y/t \ ; p ^ s
95
?
fO
9
6
7
6
S
fOS
4
3 30323436
OSSOP//ÀG£À/i rJTAfP
4042 36
f/G. 37 //£AT SXr/^ ACr/O/V OF
/// l//\70 (g r o u p  a)
D O G S
105
m
Pf:i>! vVjfATiVi')
97
NJV
i?
60
J6
OrSOP/OleryijC T£AfP.
4042
riG. 39 ÆfXT" fX r» A C T /O A / OF D O G S  /A' V/VO  ( G no U P  s )
Bu
11
f  r//#
2û-Ji
1 : 4
1-4 f -+
I  ^y s/i\a f v m sf
4
/ t / m :
HU «tiU
SJÙAi
ü
ihsrA^èt^r.
3à! îW i# ia Ml d __w 5» su ^ SB
Kaeaz:
P f P M
S/t/iy:
1
t:
I :
m
\OÆSÔP,
1
4 -
€k \ ^ éù
/ k T W V 0 y ^
ü
U - U ^àPMGA\
ÈC \ /Oà \ Wi
-i
j iÀ-^iiWkik
n - 1
'z\jÎ£â C
PffU'
1-1 1 :
. 1
t l
' W t A A
ATù'R.:  ^1 PSTR/. ar/c//
t
r;
m
I P
: \&> P
//4 /f
0£SQ^
2. m
S/r/zV
if
-4-
]
• -
//i>: /
I blArii
rrrM
SK/Af
1
ÔÛ
I - t7AVS
llü*
;/ c a :
-
! I
AiK>:
f
II
2 CM.
/ CM,
!
;
I -
•/r/C'/*
àé: ^ La!
1 -
W —«K
a1:.l
K:
JS
■}
2
-t 4
il I
tî1
i !
I :
t i t
; -
I 3
:1J M  !
COA'A m
W; ! :
I ‘
■
+
; :
;
- - i n
n  i J : :'S0JW^ fiS£4^ r m p .
if/7^ t^pC/
i l l !
OPf/Ai^ Ai ; i
m p .  : nf-r: /i +  ICO/^Dé/CT{mcvi
\ Î14
â p: c
r: : :
:.î 1
I n
M 14Û Ü Û Â
:4 \ - 4 i ^  i .
!
%
m ;OISOF.
n
it
ttr
u
3
.
a I—<
.
+■ Î 1
li
i l l 'â m ’f iA^ O>
è
1 1 : C
C V M V/TY ÀA/D
1I 1 4  i3
m p .
Pi/\cré :
t 4
7 y / T A
Ji7Z
d O
mIt
m z r\ C Û A l^C/C7
U l
N
; 70 . 
m/7(A
90. : yqô.1 :
; \c 
PPÇS.
oac/M,
'YW. 4
^f.'ÇArSAA 0 7 \ \ ? 0-6 A C^ r \ \t  J .1 .
125
D I S C U S S I O N
Hypothermie Cabinet
Tested in experimental use, the cooling device presented hasIturned out to he well suited for its purpose# No serious dis- 
: advantage3 have heen encountered# Some improvements, partiou- 
jlarly in regard to the circulating of cold air, however, are 
desirable# The rate of cooling depends chiefly upon the body 
weight of the animal, the amount of hair shaved, and the rate 
of air flow and its inlet temperature. Lowering the inlet air 
temperature further from its present value of -10*0 probably 
results in cold injuries of the dog, although so far in this 
series of experiments no damage of any kind has been recorded# 
The present average rate of cooling of 4*2*C/hr can be signi- 
ficantly increased if the capacity of the fan is increased and 
rendered variable, making it possible to establish a better re- 
ilationship between the rate of flow and the temperature of air 
during the cooling phase#
The use of the nylon net stretcher as the operating table is 
appropriately justified by the fact that no physical handlingIiof the animal is necessary before and after cooling.
Prediction of "After-fall"
The prediction of after-fall of the oesophageal temperature
can be reliably assessed by employing the Forrester-Brown tech- 
jnique of surface cooling. It is seen that the cessation of 
cooling is independent of the instantaneous oesophageal temp- 
lerature, and an average after-fall over a period of 40 minutes 
of 2.2*0 was recorded on thirty-one dogs (Fig. 64), after that 
the oesophageal temperature tends to z^intain at or near the /
desired level for a period of about an hour, when it begins to 
rise steadily even without re-warming, as the subject is being: 
stabilized. An average^of 0.8Jb is encountered in the predict- 
lion of the oesophageal temperature in this series of experi- 
«ment and represents a clinically acceptable value. Although 
after cooling of the subject, the after-fall persists, the only 
period of time when the animal as a whole is likely to lose 
heat is during the period of active cooling. The summation of 
heat extraction obtained at intervals of time is therefore the 
total heat loss of the dog, and this is a relevant measure for 
the total fall of oesophageal temperature during and after 
active cooling. Further development of the method, as already 
seen, enables the vasomotor reactions to be examined.
IPattern of Heat Extraction
The pattern of heat extraction (H kcal/hr/kg) during active 
cooling of the animal falls into two groups —  those which hav- 
*ing a low rate of H (Fig. -JT ) and those which have a relatively
0.^:?
high rate of H (Fig. 59) with the fall of oesophageal tempera- 
Jture. This is dependent on the extent to which the skin must 
be perfused to lose heat, since blood is the principal carrier 
mechanism for heat exchange. The desired final temperature is 
solely determihed by the amount of heat which has been given 
up by the subject. Metabolic heat generation is allowed for 
in determining the value of the cabinet constant. To compare 
heat extraction with and without metabolic heat production re- 
i Îsuits modified from Keller (1956) have been utilized. As the 
heat debt is equal to the heat extraction less the metabolic 
heat production, the former would equal exactly the latter if 
the dog*s metabolic heat production ceased. Utilizing this in 
conjunction with Keller’s results, Figs. 57-40 have been 
derived, and provide a means of comparing the amount of heat 
extraction of the dog.
Rate of Heat Flow
The rate of heat flow from the body during surface cooling 
is mainly dependent on the peripheral blood flow which in turn 
depends on the degree of vaso-dilatation, hence the value of 
the air temperature difference (t& - t^g) is an indication of 
the state of vaso-dilatation. In the presence of full vaso­
dilatation a high temperature difference is consistently main- 
stained. The readings fall; rapidly or vary at random where
some vaso-constriction persists. Three cases of heat extraot-
Qlion in a random fashion are reported and presented in Fig. ^
It can he seen that the rate of cooling of these three dogs is 
comparatively low, due chiefly to the fact that the peripheral 
blood vess’els dilate only reluctantly to give up heat, this is 
the explanation of Lewis' "hunting" concept that vaso-constriot- 
lion followed vaso-dilatation, caused by prolonged exposure of 
body to a cold medium. Supporting evidence by Burton & Edholm 
(1955) indicates that changes in the skin temperature are re- 
ilated to alterations in the peripheral blood flow, and to the 
variations of heat extraction in a random fashion. However,
/  this state of affair^ ' does not influence the characteristics of 
the steady fall of the oesophageal temperature.
Muscle Temperature Gradients
Of the eleven dogs reported for muscle temperature gradient 
investigations, before cooling applied, there is a gradient of 
about 10*0 between the skin and the environment, and the ini- 
itial gradients among subcutaneous, muscle and oesophageal temp, 
leratures are relatively large. During the cooling process, 
the skin temperature falls drastically whereas the muscle and 
subcutaneous tissue and oesophageal temperatures tend to appr- 
*oaoh one another, steadily reducing the temperature gradients. 
Gradually then, the amount of heat extraction must be decreased.
However, the oesophageal temperature is still significantly 
higher than the others. At the end of active cooling, the skin 
temperature rises very rapidly to its original value, about 10*0 
above the ambient temperature, whereas the other temperatures 
continue to fall, though at different rates. Here the tempera- 
îture gradients among the subcutaneous, muscle and oesophagus 
fall into two categories —  one having a positive gradient 
(temperature curves not intercepting one another), the other a 
negative value (curves intercepting one another).
It is of interest to note in general, that the vectors of 
heat loss from the animal include radiation, evaporation, oon- 
:vection and conduction. However, with surface cooling, radia- 
stion and evaporation are of little consequence. Conduction 
and convection are the prime factors in heat transport from the 
subject to its environmen'b during the process of active cooling. 
After the period of hypothermia, while the animal is being stab- 
lilized, radiation assumes a significant role. In the operating 
room, the intensive therapy unit, heating systems and lights 
create a re-warming environment. This may account for the fact 
that in dogs No. 45-9 & 51 (Figs. 4^-50 & 52 ) negative temp- 
:erature gradients are recorded, i.e. during the stabilization 
period, the oesophageal temperature which was initially the high- 
jest pf temperature be fore and during cooling, is now the low- 
*est of temperatures^ It is also probable that the negative
temperature gradients observed can be due to variations in the 
temperature of different areas of the skin of the thigh of the 
dog. Pennes (1948) found that in comfortable environments the 
temperature within the same small area of the skin of the human 
forearm varied an average of 0.75*C. It may be that at lower 
temperatures of the skin and/or environment, these differences 
are of a greater magnitude. Since the thermocouple used to mea- 
;sure the temperature of the skin of the thigh is not usually 
or easily located directly above the thermocouple probes which 
measure the subcutaneous and muscle temperatures, variations in 
local skin temperature can account for the apparent negative 
gradients.
It can be visualized that if the temperature gradients among 
subcutaneous, muscle and oesophagus were encouraged to increase 
during the period of active cooling, in spite of the reduced 
heat production at low temperature, an increased flow of heat 
from the core to the periphery for loss to the environment would 
be the result. However, it is anticipated that, at lowered body 
temperatures, a decreased heat loss is necessary to maintain 
thermal balance. This accounts for the collectively gradual re» 
sduotion of the value of the thermal conductivity coefficient k 
with the fall of the oesophageal temperature which represents 
the core temperature. This leads to the conclusion that the flow 
of heat depends more on conductivity, the convection of heat
playing a relatively minor role as a result of the reduction in 
hlood flow at low tissue temperature.
C O N C L U S I O N
From the foregoing experiments it is seen that the further 
development of the Forrester-Brown technique of surface cooling 
permits ah effective and controlled administration of hypother- 
:mia* This method appears most suitable for large experimental 
animals including man as it eliminates, through the associated 
predictive technique, any possible overshoot of the after-fall 
of the core temperature. Further, the subject is easy to handle 
and be oared for, no untoward side effect having been observed 
during or after the period of cooling.
The heat extraction from the animal is independent of the in- 
sstantaneous oesophageal temperature and found to decrease grad- 
îually with time. This obeys Newton's law of cooling, since the 
temperature difference between the skin and the environment 
gradually decreases as hypothermia progresses.
The presence of vaso-constriction tends to cause the rate of 
heat extraction to fluctuate, and correspondingly tends to re- 
jduce the rate of cooling of the subject. However, it does not 
seem to alter the very smooth pattern of the cooling curves of 
the oesophagus.
The muscle temperature gradients tend to decrease as hypother- 
smia progresses. Also the thermal conductivity of the muscle re- 
: duces, this accounts for the gradual decrease of heat extraction
necessary to maintain heat balance. Convective heat flow seems 
to play only a minor role and conduction is significantly the 
mechanism of heat loss in the process of surface cooling.
Potential extension of the work in the future may suitably 
be directed to the development of a mathematical model of the 
subject for heat regulation and transfer during both normotherm- 
sia and hypothermia and to the establishment of a mean body 
temperature.
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A P P E N D I X  I
Air Plow Measurements
1 Table 2
r;(
Aperture number ' Length L in Width b in Area a in^ /h" ini'
1 7.48 . 0.275 2.0407 2.6252.821
1.680
1.677
2 7.48 0.255 1.8934 2.821
2.8I9
1.678
1.676
5 7.46 0.265 I.96I8 2.8182.810 1.6751.674
4 7.48 0.255 1.7459 2.810
2.825 1.6741.679
5 7'.48 0.275 2.0407 2.8212.821
1.67a
1.678
6 7.48 _  0.273 2.0580 2.819  2 .818, 1.6761 .675'
7 7 .4 8 0.275 2.0407 2.8102.818 1.6741.675
Total 15.5071 in2
(0.1076 ft|2)
23.469
/ 9/J T  = 1.045
“ ~7p~~  ( /^ la, + / %  + A i a  + A i b  + / ^ a  + / ^ b  + / ^ a  + /^4b
' + A J a  + A g b  + A b a  + A ô b  + A ÿ a  + A ÿ b ) - ^  ft/seo
= - T T ü l r  " ^5.469
= 5.51 ft/sec 
Q = Vm (% &) ™ A
« 5.51 X 0.1076 ftVsec
fo - (0.00257 lb-8eo2/ft4 / ?'f : u ,•■; „ t
air mass flow M « Q g
=. 4.775 X 10-2 ib/aec
=■ 2.17 X 10”^ kg/sec
M ds « M X 5
« 6.505 kg/5 lûin
, . -p / ■ , 4 vî A", fî. w
vK / AcLj tr-V ■
a p p e n d i x  II
Electrical Analogue
The electrical equivalent of the transient heat transfer system 
of the body"is the discharge of an electrical condenser in a cir- 
ïcuit with a pure.resistance. The electrical equation is
E
Be
where Eq = potential at time zero, E = E(s) 
R w resistance 
C » electrical capacitance
Laboratory Models
accumulator Vg = 12 v. R = 400 K.T1 
R C - 400 X  105 X  12 z 10-6
3 4.8 sec
Charging;
V.
-a/v \a a
c
s a 10 sec
 §_
Vo “ Vg (1 - e
« 12 (l — e 
= 10.5 V.
RO
Discharging: Eq = Vg *= 10.5 • V .
-v\/w^/?
c
Eo » e
3 R C a e
_ 4.8
or logf 3E, 4.8
Table 5 Electrical Analogue
R a 400 K ohm
sec
0
0.51.0
1 .5  2.0
2.53.0
3.34.0
4 .55.0
5.56.07.08.0 9.010.011.012.015.0
14.015.016.017.018.0 20.0 22.024.026.028.0 30.0
Eg V
10.50009.4400 
8.5000 
7.6600 
6.90006.2200
5.6100 
5.0600 4.5500 4.1100 3.7000 
3.3300 
5.0000
2.4400 1.9800
1.6100 
1.5100
1.0650 0.8610 
O.698O■ .5650.4580
.5770
.5040
.2460
.1620.1080
.0710.0464 .0310
.0205
Vg = 10.5 V.
Eg/Eo
1.0000
0.8990.8100.7500
.6570.5650.5100.4820.4330.3920.3320
.3170.2860.2320.1890
.1550.1250.1010.0820
.0665.0558
.0457.0359.0289
.0254 .0154 .0108 
,0068' 
• OO44 .0030 
.0019
R = 200 K ohm 
= Vc = 11.8 V
Es V.
11.8000 
9,6000 7,8000 6.5200 5.1500 
4.1800 
3 .5800 2.7400
2.2200 1.8120 1.4620 
1 .1 9 7 00.9700 
.6580 
.4 1 9 0  
.2780 
.1830 
.1200 
.07 90  
.05 30  
.03 44
.0150
Es/Eo
1.0000
0.8150 
♦ 6610 
.5350 
.4550 
.5540 .2860 .2520 .1880 
.1550 .1240 .1010 .0820 
.0540 
.0555
.0256
.0155.0102
.0067
.0045
.0029.0015
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Fig. 65 Graph of log^ ®s/®o against time s seconds, giving slope of 1/RG.
A P P E N D I X  III
Heat Transfer Equations
In radial heat flow of a cylinder, the area normal to the 
direction of flow increases with the radius. The heat flowing 
per unit length of the cylinder may be written
Q »  2 ? r r q . - “ k 2;y r Eq# 17
where dt/dr is the temperature gradient at radius r .
From Eq. 17 above
= - 2 ?r k dtr
\Inte^grating
Q / = - 2W k  I dty r i  - A ,
Q longg-^ = - 2%' k (tg - ti) 18i
2?rk (ts " ti)H “ “ ------------------r.I C e - ^
Eq. 19
If Ajji is the mean surface area, Eq. 18 may be written
t± - to tg -
and let this surface be associated with a value r^  ^of the radius
so that
to - t-îQ . _ k 27rra . E<1. 21
From Eqs. 19 & 21
loge. r4
& A n = ( - ^ ) 2 A,
loge- ri
rs '8
hence Q « - k ts - tj rg - ?i
also q = -  k  — = h ( tg  -  t ^ )  Sq. 22
i.e. the rate of conduction of heat to the surface through the 
tissue equals'the rate of heat transfer from the surface to the 
environment.
- (■ ll y l l  ) = -  h As ( ta -  tg  ) Eq. 23
Heat loss by cabinet « M Op t&e
heat gained by air = M Gp t&
heat loss by dog -i- heat loss by cabinet = heat gained by air '
i.e. Q -i- M Gp ±^Q = M Op t&
Q » M Cp (t^ “ "î^ de) = - k (•—  ' ) » - h A^ (t^  ^- tg)Xg xi
» W d Eq. 24
The rate of heat loss is not constant, so that the total heat
loss over a period would be the integral of the heat loss rate,
i.e. Heat loss over a period of s minutes
/s Q ds o
- area under the curve of Q to a base of time.
This area can be evaluated approximately by taking the summation 
ds where ds is a finite increment of time, conveniently 
chosen.
Hence ds 0^ d
= Cp (ti - tie) As 
or W Oi . M Cp ds y ( t i  - tie)
V/jL  ^ \ ^1.0. 2^(ti - tie) = M Cp ds
W Ci D W D“ M Cp ds " K
te^erature^^ « Aog's weight x temperature depression
difference constant
" ■ Z ( . I  - %.)
Table 4 Temperature Difference (t^^*G) between inlet and outlet air when cabinet empty
Minutes 19“G t(ie 8 20 C at room 21“G temperatures22“G of23’C 24*0
5 5.24 5.57 5.90 6.25 6.55 6.88
10 1 6.47 6.65 6.78 6.95 7.10 7.27
15 6.57 6.75 6.90 7.07 7.23 7.58
20 6.57 6.50 6.65 6.79 6.93 7.06
25 6.19 6.52 6.44 6.57 6.69 6.82
30 6.06 6.17 6.28 6.38 6,50 6 « 60
35 5.94 6.05 6.15 6.25 6.35 6.45
40 5.80 5.95 6.05 6.13 6.22 6.32
45 5.73 5.85 5.95 6.02 6.10 6.20
50 5.64 5.74 5.85 5.92 6.00 6.10
55 5.56 5.65 5.75 5.82 5.90 5.98
60 5.50 5.57 5.65 5.75 5.80 5.87
65 5.45 5.50 5.57 5.65 5.72 5.78
70 5.57 5.44 5.50 5.58 5.64 5.71
75 5.51 5.58 5.45 5.55 5.58' 5.65
80 5.27 5.54 5.40 5.47 5.55 5.60
85 5.25 5.58 5.55 5.45 5.49 5.57
90 5.20 5.26 5.35 5.59 5.46 5.55
95 5.17 5.24 5.50 5.37 5.44 5.50
100 5.16 5.22 5.29 5.55 5.41 5.47
105 5.16 5.22 5.28 5.34 5.40 5.46
110 5.16 5.22 5.28 5.54 5.40 5.46
120 5.16 5.22 ' 5.28 5.34 5.40 5.46
Table 5 Dog No . 4, W - 14.5 kg; room temp. 21*0
Minutes Oeso. temp. ■C td 'G tde "C ( %  - tie) "G
5 36.30 11.87 6.55 5.32
10 , 35.95 15.88 7.10 6.78
15 35.47 15.50 7.23 6.27
20 34.90 15.20 6.95 6.27
25 34.30 12*87 6.69 6.18
30 33.70 12.55 6.50 5.85
35 33.10 11.80 6.35 5.45
40 32.62 11.00 6.22 4.78:
45 52.20 tive cooling stopped)
50 31.58
55 51.55
60 51,38
65 51.50
70 51.50
Table 6 Dog No. 5, W = 10 kg, room temp. 25*0 
Minutes temp! "C ti@ "0 (tg, - tgg) 'C
5 57.12 11.00 6.55 4.45
10 \ 56.80 12.50 7.10 5.20
15 56.50 12.55 7.25 5.52
20 56.15 11.70 6,95 4.77
25 55.60 11.15 6.69 4.46
30 54.90 10.65 6.50 4.15
35 54.05 10.25 6.55 5.90
40 55.50 9.82 6.22 5.60
45 52.70 9.40 6.10 5.50
50 52.15 8.98 6.00 2.98
55 51.65 8.60 5.90 2.70
60 51.22
65 50.80
70 50.40
75 50.14 -
80 29.90
85 29.70
90 29.64
95 29.64
JU J\J
Table 7 Dog No. 6, W = 16 kg, room temp. 22*0 
Minutes -q tg *0 tg^ 'C (tg - tg^) *0
5 36.54 14.63 6.23 8.40
10 I 36.22 15.05 6.95 8 .10
15 ' 55.75 15.40 7 .07' 8.35
20 35.25 15.00 6.79 8.21
25 34.79 14.64 6.57 8.07
30 34.14 14.54 6.38 7.96
35 35.60 14.05 6.25 7.80
40 35.10 13.78 6.13 7.65
45 32.62 13.50 6.02 7.48
50 32.20 13.28 5.92 7.56
55 31.80 13.08 5.82 7.26
60__________31.40 12 .94 5.73 7.21
65 31.00
70 30.60
75 30.30
80 30.15
85 30.05
90 30.00
95 30.00
Table 8 Dog No. W « 21 leg, room temp. 22*0
Minutes Oeso. temp. "C tg *C tde :o (td - tge)
5 36.60 10.20 6.23 3.97
10 \ 36.50 12.45 6.95 5.50
15 56.34 12.62 7.07 5.55
20 36.00 12.35 6.79 5.56
25 35.64 11.90 6.57 5.35
30 35.26 11.50 6.38 5.12
35 34.85 11.14 6.25 4 .89
40 54.42 10 .84 6.13 4.71
45 33.93 10.60 6.02 4.58
50 33.35 10.40 5.92 4.48
55 32.80 10.19 5.82 4.57
60 52.30 9.97 5.73 4.24
65 31.84 9 .75 5.65 4.10
70 31.45 9.53 5.58 3.95
75
80
85'
90
95
Table 9 Dog No. 8, W - 14.3 kg. room temp. 23*0
Minutes Oeso. temp. "0 tg -0 tde "0 (tg - tgg) *C
5 38.05 10.16 6.55 3.61
10 1  37.71 11.90 7.10 4.80
. 15 ' . 37.44 12.72 7.23 5.49
20 37.10 12.15 6.93 5.22
25 36.60 11.77 6.69 5.08
30 36.08 11.62 6.50 5.12
35 35.60 11.53 6.35 5.18
40 35.17 11.46 6.22 5.24
45 34.67 11.41 6.10 5.31
50 34.10 11.37 6.00 5.37
55 33.45 11.32 5.90 5.42
60 32.90 11.37 ■ 5.80 5.47
65 32.40 11.23 5.72 5.51
70 31.80
75 31.40 -
80 31.00
85 30.70
90 30.40
95 30.20
100 30.20
Table 10 Dog No. 9, W =* 26 kg, room temp. 24*0
Lutes Oeso. temp• * C tg *C (tg - tge) 0
Hkcal/hr/kg
5 41.50 11.00 4.12 2.97
10 41.18 13.40 6.13 4.41
15 1 40.85 14.64 7.26 5.21
20 40.42 14.28 7.22 5.20
25 59.95 13.92 7.10 5.13
50 59.46 13.62 7.02 5.05
55 58.92 13.35 6.90 4.96
40 58.36 13.12 6.80 4.90
45 57.85 12.90 6.70 4.82
50 37.42 12.78 6.68 4.80
55 37.05 12.75 6.77 4.87
60 56.77 12.75 6.88 4.95
65 36.42 12.90 7.12 5.12
70 36.10 12.93 7.22 5.20
75 35.64 12.97 7.32 5.26
80 35.30 -12.90 7.30 5.25
85 54.95 13.20 7.63 5.50
90 34.50 13.12 7.59 5.46
95 34.08 12.97 7.47 5.38
100 33.65 12.97 7.50 5.40
105 33.18 12.72 7.26 5.22
110 32.70 13.20 7.74 5.57
115 32.20 13.50 8.04 5.78
120 31.84 13.50 8.04 5.78
125 31.50 13.50 8.04 5.78
150 31.10
155 , 50.75 ■
140 30.48
145 30.20 '
150 29.93
155 29.73--
160 29.73
Table 11 Dog No. 10, W = 37 kg, room temp. 21’0
Minutes Oeso. temp. "G ta -c (td “ tge) 0 Ekcal/hr/kg
5 41.44 12.56 6.66 3.37
10 41.30 15.46 8.68 4.39
15 1 41.20 15.60 8,70 4.41
20 41.02 15.50 8.85 4.48
25 40.70 15.40 8.96 4.53
30 40.40 15.20 8.92 4.51
35 40.05 14.92 8.77 4.43
40 59.60 14.60 8.57 4.33
45 59.1a 14.36 8.43 4.27
50 58.78 14.10 8.27 4.18
55 58.54 13.83 8.10 4.10
60 57.91 15.63 7.98 4.04
65 37.46 13.50 7.93 4.01
70 37.01 13.38 7.88 3.99
75 36.60 13.28 7.83 3.96
80 36.11 .13.13 7.73 5.91
85 35.46 13.08 7.73 3.91
90 34.88 13.02 7.69 3.89
95 34.22 13.00 7.70 3.89
100 53.64 13.00 7.71 3.90
105 33.10 13.00 7.72 3.90
110 32.44 13.00 7.72 3.90
115 31.88
120 31.47 i
125 31.10
150 30.80
. 155 30.56 ■
140 30.30
145 30.19
150 30.19
Table 12 Dog No. 11, W == 20.89 kg, room temp. 22*0
Minutes Oeso • temp. *0 td 'G (td - tge) *0 koal/hr/kg
5 58.92 11.30 5.07 4.55
10 i 38.72 12.70 5.75 5.15 '
15 58.58 13.33 6.26 5.61
20 58.25 12.80 6.01 5.39
25 37.97 12.54 5.97 5.35
30 37.66 12.50 6.12 5.49
35 37.25 11.60 5.35 4.80
40 36.90 11.00 4.87 4.36
45 36.40 11.23 5.21 4.67
50 35.86 11.80 5.88 5.27
55 35.40 11.46 5.64 5.05
60 34.89 11.66 5.93 5.31
65 34.42 11.25 5.60 5.02
70 33.85 11.05 5.47 4.90
75 33.40 11.10 5.57 5.00
80 32.88 11.00 5.53 4.96
85 52.30 11.00 5.57 5.00
90 31.83 10.10 4.71 4.22
95 31.24
100 30.63
105 30.26
110 29.80
115 29.50 l
120 29.30
125 29.30
Table 15 Dog No, 12, W =. 23.2 kg. room tern]
Lnute 8 Oeso, temp, * G td "0 tde 0 (td - t,
5 40.07 11.86 6.23 5.63
10 i 59-35 14.56 6.95 7.61
15 39.56 15.30 7.07 8.23
20 39.30 15.14 6.79 8.35
25 38.98 14.6a 6.57 8.11
30 58.70 14.36 6.38 7.98
35 38-56 14.07 6,25 7.82
40 38.00 13.79 6.13 7.66
45 37.70 13.58 6.02 7.56
50 37.32 13.35 5.92 7.43
55 36.95 13.16 5.82 7.34
60 36.57 12.97 5.73 7.24
65 36.12 12.77 5.65 7.12
70 35.70 12.60 5.58 7.02
75 35.30 12.50 5.53 6.97
80 34.85 12.40 . 5.47 6.93
85 34.37 12.37 5.43 6.94
90 33.84 12.37 5.39 6.98
95 33.30 12.37 5.37 7.00
100 32.76 12.37 5.35 7.02
105 32.20 12.57 5.34 7.03
110 31.72
115 31.35
120 31.10
125 30.86
150 30.70
155 ■ 30.55
140 50.47
Table 14 Dog No, 15, W « 24*2 kg, room temp. 22*0 
Minutes temp! 'C 'C (tg -  tgg) 'C Z(tg -  tg e ) 'C
5 38.60 11.70 3.47 5.47
10 ! 38.50 13.20 6.25 11.72
15 ' 38.30 14.10 7.03 ■ 18.75
20 38.00 13.60 6.81 25.56
25 37.70 13.20 6.63 32.19
30 37.30 13.00 6.62 38.81
35 36.90 12.77 6.52 45.33
40 36.50 12.63 6.50 51.83
45 36.05 12.50 6.48 58.31
50 35.60 12.40 6.48 64.79
55 35.10 12.30 6.48 ■ 71.27
60 34.58 12.20 6.47' 77.74
65 34.00 12.12 6.47 84.21
70 33.50 12.00 6.48 90.69
75 32.92 11.95 6.42 97.11
80 32.32 11.90 6.47 103.58
85 31.72 11.80 6.37 109.95
90 31.27
95 30.95
100 50.72
105 30.50
110 50.42
115 30.30 Î
120 30.25
125 30.25
Table 15 Dog No. 19, w = 18.5 kg, room temp. 25*0
Minutes Oeso • temp, *C td "0 (ta. “ tae) "0 Z(td - tde)
5 58.40 10.10 5.55 3.55
10 V 58.55 12.50 5.20 8.75
15 ' 58.15 12.75 5.52 14.27
20 57.85 12.20 5.27 20.54
25 57.50 11.70 5.01 25.55
50 57.15 11.52 4.82 30.37
55 56,80 11,20 4.85 35.22
40 56.55 11.00 4.78 40.00
45 55.90 11.00 4.90 44.90
50 55.40 10.92 4.92 49.82
55 54.90 10,80 4.90 54.72
6o 54.40 10.75 4.95 59.67
65 55.90 10.70 4.98 64.75
70 55.50 10.65 5.01 . 69.76
75 52.80 10.65 5.07 74.83
80 52.20 10.65 5.12 79.95
85 51.65 10.65 5.16 85.11
90 51.10
95 50.60
100 50.50
105 50.10
110 29.94
115 29.85 ■ i
120 29.78
125 29.75
150 29.75
Table 16 Dog No, 20, W = 11.5 kg, room temp. 25*0
Minute s Oeso. temp 0 *C td *0 (td " tde) "0 Ü(tg - tgg)
5 58.70 10.05 5.50 5.50
10 58.40 11.50 4.40 7.90
15 l 58.00 12.50 5.07 12.97
20 57.55 11.90 4.97 17.94
25 56.95 11.50 4.81 22.75
50 56.56 11.10 4.60 27.35
55 55.75 10.80 4.45 31.80
40 55.20 10.45 4.25 56.03
45 54.52 10.10 4.00 40.05
50 55.90 9.72 5.72 45.75
55 55.50 9.50 5.40 47.15
60 52.70 8.90 5.10 50.25
65 52.10 8.75 5.05 53.28
70 51.50 8.25 2.61 55.99
75 51.15
80 50.90 -
85 50.70
90 50.60
95 50.50
100 50.56
105 50.50
110 50.50
Table 17 Dog No. 23, W = 8.7 kg, room temp, 22*0
Minutes Oeso. temp. '0 %  "C (ta - tde) 'G Z(ta - tde)
5 37.60 9.90 3.67 3.67
10 ! 57.30 11.22 4.27 7.94
15 '•36.92 11.55 4.48 12.42
20 36.50 11.30 4.51 16.93
25 35.95 10.92 4.35 21.28
30 35.20 10.50 4.12 25.40
35 34.35 10.13 3.88 29.28
40 35.50 9.60 3.47 32.75
45 32.50 8.95 2.92 35.67
50 31.40 7.31 1.39 37.06
55 30.65
60 30.20
65 30.00
70 29.90
75 29.80
80 29.80
J.OJ.
Table 18 Dog No. 24, w = 29.5 kg, room temp. 22'C
Mins Oeso.temp.'C "0 (tg - G ^(tcL - t&@) C Hkoal/hr/kg
5 58.90 12.90 6.67 6.67 4.33
10 58.80 14.60 7.65 14.32 4.85
15 38,66 15.10 8,03 22.35 5.10
20 38.50 14.60 7.81 30.16 4.96
25 38.27 14.30 7.73 37.89 4.90
50 58.00 14.06 7.68 45.57 4.87
35 37.72 13.93 7.68 53.25 4.87
40 37.50 13.90 7.77 61.02 4.93
45 37.15 13.86 7.84 68.86 4.97
50 36.82 13.80 7.88 76.74 5.00
55 36.47 13.80 7.98 84.72 5.06
60 36.00 13.90 8.17' 92.89 5.18
65 35.52 13.95 8.30 101.19 5.26
70 35.00 13.40 7.82 109.01 4.96
75 34.48 12.40 6.87 115.88 4.36
80 33.80 13.20 7.73 123.61 4.90
85 33.13 12.10 6.67' 130.28 4.30
90 32.47 11.80 6.41 136.69 4.07
95 31.70 12.79 7.42 144.11 4.71
100 31.10
105 30.68
110 30.40
115 30.20
120 30.10
125' 30.00
150 29.95
155 29.95
140 29.95
Table 19 Dog Ko. 25, w = 15 0 4 kg, room temp. 24*0
.nut es Oeso. temp. "G td "c *“ - tde)
5 58.50 9.00 2.12 2.12
10 1 58.17 10.50 5.25 5.35
15 57.92 11.35 5.97' 9.32
20 57.66 11.10 4.04 13.36
25 57.56 10,97 4.15 17.41
50 57.10 10.82 4.22 21.65
55 36.70 10.67 4.22 25.85
40 36.20 10.50 4.18 30.03
45 35.60 10.35 4.15 34.18
50 35.15 10.18 4*08 38.26
55 34.65 10.00 4.02 42.28
60 34.10 9.84 5.97 46.25
65 33.50 9.65 5.87 50.12
70 32.85 9.44 5.75 53.85
75 32.30 9.30 5.65 57.50
80 31.88 9.10 5.50 61.00
85 31.50
90 31.30
95 31.00
100 30.80
105 30.54
110 50.54
115 30.14
120 30.00
125 29.85
150 29.75
155 29.70
140 29.70
Table 20 Dog Ko. 26, W = 55.4 kg, room temp. 25*G 
Minutes *C (t^ - t^,) *0 - tge) ’G
5 36.92 11.50 4.95 4.95
10 1 36.70 13.63 6.53 11.48
15 36.40 14.50 7.27- 18.75
20 36.16 14.40 7.47 26.22
25 35.92 14.33 7.64 33.86
30 35.70 14.25' 7.65 41.51
35 35.50 14.18 7.83 49.54
40 35.30 14.10 7.88 57.22
45 35.00 13.97 7.87 65.09
50 34.70 13.85 7.85 72.94
55 34.40 13.60 7.70 80.64
60 34.10 13.40 7.60 88.24
65 33.80 13.23 7.51 95.75
70 35.50 13.12 7.48 103.23
75 33.10 13.12 7.54 110.77
80 32.70 13.12 7.59 118.36
85 32.20 13.12 7.63 125.99
90 31.80 13.12 7.66 133.65
95 31.40
100 31.00
105 30.60
110 30.25
115 29.90
120 29.75
125 29.65
130 29.60 -
135 • 29.60
arable 21 Dog Ko. 27, W C 13.45 kg; room temp. 23*0
l^ îinutes Oesoy temp. *C td "c (td - tae)"C Z ( %  - tde)"C
5 57.40 8.05 1.50 1.50
10 , 57.00 11.00 5.90 5.40 ,
15 \ 36.65 13.20 5.97 11.37
20 36.25 12.70 5.77 17.14
25 35.90 12.30 5.61 22.75
50 35.53 11.80 5.30 28.05
55 35.00 11.30 4.95 33.00
40 34.40 10.80 4.58 37.58
45 33.75 10.23 4.13 41.71
50 33.19 9.70 3.70 45.41
55 32.60 9.17 3.27 48.68
60 32.10 8.76 2.96 51.64
65 31.60 8.40 2.68 54.32
70 31.14
75 30.60
80 30.26
85 30.08
90 29.92
95 29.82
100 29.78
105 29.75
110 29.75
Table 22 Dog Ko. 555 W = 28.6 kg, room temp. 22"G
Mins. Oeso, temp. *C td *c (ta “ td e )*0 ^(td -  *fcde)•c ^ /koal/b.;
5 41.00 14.80 8.57 8.57 5.60
10 40.80 16.05 9.10 17.67 5.95
15 40.55 16.65 9.58 27.25 6.27
20 40.20 16,19 9.40 56.65 6.15
25 59.80 15.74 9.17 45.82 6.00
50 59.55 15.38 9.00 54.82 5.88
55 58.80 15.03 8,78 65.60 5.75
40 58.55 14.77 8 .64 72.24 5.65
45 57.75 14.47 8.45 81.69 5.55
50 57.25 14.22 8.$0 89.99 5.45
55 36.75 13.93 8.11 98.10 5.51
60 36.20 13.73 8.00 106.10 5.25
65 35.75 15.55 7 .90 114.00 5.17
70 35.25 13.38 7.80 121.80 5.10
75 34.80 13.18 7.65 129.45 5.00
80 34.25 13.02 " 7.55 157.00 4.95
85 33.70 12.86 7.45 144.45 4.86
90 33.10 12.72 7.55 151.76 4.80
95 32.55 12,58 7.21 158.97 4.72
100 31.95 12.45 7.10 . 166.07 4*64
105 31.40 12.37 7,05 175.10 4.60
110 30.90
115 ■30.60
120 30.30
125 30.20
150 30.15
155 30.15
■As
Table 25 Dog No. 36, W a 15.5 kg; room temp. 22'C
Mins. Oeso. temp. *C %  -c A d  - tde)"0 Z A d  - tde)'C
5 59.00 11.59 5.36 5.36
10 ,58.80 12.96 6.01 11.37
15 58.50 13.54 6.47 17.84
20 58.00 13.00 6.21 23.05
25 57.60 12.65 6.08 29.13
50 57.10 12.26 5.88 35.01
55 36.50 11.91 5.66 40.67
40 35.90 11.59 5.45 46.12
45 35.55 11.30 5.28 51.40
50 34.70 11.03 5.11 56.52
55 34.00 10.76 4.94 61.46
60 33.20 10.48 4.75 66.21
65 32.40 10.25 4.60 70.81
70 31.60 9.97 4.39 75.20
75 31.10
80 30.60
85 30.20
90 29.90
95 29.70
100 29.60
105 29.60
Hkoal/hr/kg
6.4-9
7.36
7.82
7.50
7.54 
7.10 
6.84 
6.60 
6.38 
6.17 
5.96
5.74 .
5.55 
5.30
JLO 1
Table 24 Dog No. 57, ¥ = 25.5 kg, room temp. 24‘C
Mins 0 Oeso « temp. * G td “0 (td ” t^e) 0 Z(td " tae) 'C ^ / kcal/h:
5 58.70 12,51 5.65 5.65 4.55
10 58.65 14.57 7.10 12,75 5.71
15 58.60 15.72 8.54 21.17 6.70
20 58.50 15.11 8,05 29.22 6,47
25 57.95 14.69 7.87 57.09 6,52
50 57.70 14.25 7.65 44.72 6,15
55 57.25 15.88 7.45 52.15 5.97
40 56.90 15.54 7.22 59.57 5.80
45 56.50 15.25 7.05 66 • 40 5.65
50 56.05 12,88 6,78 75.18 5.45
55 55.55 12.58 6,60 79.78 5.50
60 54.95 12,54. 6,47 86.25 5,20
65 54.50 12.06 6,28 92.55 5.05
70 55.70 11.87 6,16 98,69 4.95
75 55.00 11.69 . 6,04 105.75 4.85
80 52.20 11.57' 5.97 111.70 4.80
85 51.70
90 51.20
95 50.75
100 50,40
105 50.20
110 29.95
115 29.90 1
120 29.90
Mins
Table 25 Bog No. 4I? W = 24 kg,
Oeso. E Skintemp. *G (td - tde)-C ][(td - tde)'C kcal/hr/kg temp. ’C
5 40.55 7.25 7.25 5.65 28.20
10 40.40 '• 8.50 15.55 6.47 26.00
15 40.10 ' . 9.17 24.72 7.16 24.00
20 59.60 8.87 53.59 6.92 22.20
25 39.15 8.64 42.23 6.74 20.40
30 38.70 8.38 50.61 6.54 18.80
35 38.10 ' 8.10 58.71 6.32 17.30
40 37.56 7.91 66.62 6.17 16.00
45 36.90 7.76 73.38 6.06 14.90
50 36.40 7.56 80.94 5.90 13.80
55 35.90 7.43 88.57 5.79 12.90
60 35.20 7.29 95.66 5.69 12.10
65 34.74 7.18 102.84 5.60 , 11.50
70 34.27 7.05 109.89 5.50 ' 10.80
75 33.75 6.95 - 116.84 5.42 10.40
80 33.25 6.83 123.67 5.33 10.00
85 32.70 6.73 130.40 - 5.25 9.70
30______ 32.15 6.60 137.00 5.15 9.50
95 51.70
.100 31.30
105 30.90
110 30.60
115 30.30
120 30.20
125 30.10 '
130 30.10 '
surface area Ag « 0.955 iii , room temp. 22*0
De-n til s h k1 cm *G 2 cm *0 koal/m /hr/*G kcal/m/hr/*G
39.2 40.0 3.53 0.286
58.8 ' 39.6 4.31 0.305
38.4 39.2 5.42 0.299
38.1 38.7 5.53 0.266
37.7 38.2 5.70 0.240
37.3 57.7 5.83 0.220
56.9 37.3 5.95 0.201
36.5 36.8 6.10 0.188
36.1 36.3 6 .25. 0.179
35.7 35.8 6.38 0.178
35.2 35.3 6.50 0.163
34.8 34.9 6 .60 0.158
34.3 34.4 6.70 0.155
33.9 33.9 6.78 0.155
53.4 33.5 6:83 0.149
32.9 33.0 6.85 0.146
32.5 32.5 6.84 0.146
32.0 32.1 6.78 0.145
31.5 31.7
31.0 31.2
30.6 30.8
30.3 30.5
30.0 30.3
29.8 30.1
29.7 30.0
29.7 29.9
29.7 29.8'
29.8 29.8,
Table‘ 26 \ Bog No. 42, w - 10.5. kg,
Mins, Oeso • temp* *0 (t& - tae) 0 Z(ta - tae)’o Hkoal/hr/kg Skintemp
5 59.90 2.87' 2.87 5.12 24.0
10 59.50 1 5.95 6.82 7.04 20.3
15 59.10 4.85 11.65 8.61 18.0
20 38.60 4.61 16.26 8.21 16.5
25 58.00 4.48 20.74 7.99 15.5
50 57.50 4.52 25.06 7.71 14.4
55 56.70 4.15 50.21 7.40 15.4
40 56*00 4.07 54.28 7.25 12*7
45 55.50 5.95 58.21 7.01 12.2
50 54.50 5.85 42.04 6.83 11.7!
55 55.80 5.75 45.77 6.65 11.2
60 55.20 5.67 49.44 6.54 10.a
65 52.70 5.60 55.04 6.42 10.5
70 52*10 5.52 56.56 6.27 10*3
75 51.60
80 51.10
85 50.60
90 50.30
95 50.20
100 50.15
105 30.10
110 50*10
surface area Ag = 0.537 room temp*
Depths 
1 om *C 2 om *C
h
koal/m^/hr/'O
k
kcal/hr/m/*C
37-7 39.0 4.10 0*134
37.1 138.4 4.60 • 152
36,5 37.9 6.00 .212
36.0 37.3 6.10 .191
55.5 36.7 6.17 .185
35.0 36.1 6.16 .175
54.4 35.6 6.17 .165
33,8 35.0 6.25 .159
55.3 34.5 6.16 .154
52.8 33.8 6.15 .151
32.3 33.3 > 6.13 .147
31.9 32.8 6.15 .145
31.4 32.2 6.15 .158
31.1 31.6 6.04 • 144-
30.8 31.2 -
30.5 30.8
30.2 30.6
30,0 30.4
29.9 30.2
29.8 50.0
29.7 30.0
29.6 29.9
Table 2? Bog Kb. 43» ¥ * 27/ kg,
Mins. Oeso. temp. *C (td - tde)*C D(td - td,e) 0
5 39.20 5.95 . 3.95
10 38.85 lj.40
's.57
11.35
15 38.60 19.92
20 38.30 8.47 28.39
25 38.10 8.36 ' 36.75
30 37.80 8.20 44.95
35 37.50 7.95 52.90
40 37.20 7.78 60.68
45 36.75 7.55 68.23
50 36.40 7.50 75.53 .
55 36.00 7.15 82.68
60 35.50 7.00 89,681
65 35.00 6.88 96.56
70 34.50 6.76 103.32
75 34.10 6.72 - 110.04
80 33.60 6.72 116.76
8-5 33.10 6.71 123.47
90 52,60 ■ 6.64 130.11
95 32.10 6.56 136.67
100 51.60
105
110
31.25
30.90 ' \115 30.75 1 ,
120 30.50 .
125 30.35
150 30.30 //
155 30.30
E
.2.74
5.13
5.95
5.88 
5.80
5.68
5-51
5.40
3.25
5.06
4.96
4.85
4.77
4.68 
4.66 
4*66 
4.65 
4.61
4.55
Skintemp,
24.0 
21,2
19.0
17.2
16.0
14.9
14.2
15.6
13.1
12.T
12.3 
12.0
11.7
11.5
11.2 
11,0
10.9
10.7
10.5
±(U
surface area A “ 1.01 m2, room temp. 25*0
Depths 1 om C 2 om *0 3 om *0 hkoal/m2/hr/*C kkoal/ra/hr/*C
57.0 37.9 38.6 2.16 0.215
56.7 37.7 38.3 4.40 .544
36.3 37.4 38.0 5.50 .555
36.0 37.2 37.8 5.77 .527
35.7 36.8 37.5 5.96 .509
35.3 36.5 37.1 6.10 .295
35.0 36.1 36.8 6.09 .281
54.7 35.8 36.3 6.11 • 272
34.3 35.4 36.0 6.05 .262
33.9 35.0 35.5 5.95 .255
33.5 34.7 35.2 5.95 .248
33.2 34.2 34.8 5.90 .244
32.0 33.8 34.3 5.87 .242
32.4 33.4 33.8 5.82 .240
32.0 33.0 33.4^ 5.86 ,258
31.7 32.5 32.9 5.93 .244
31.2 32.0 32.5 5.94 . .246
30.8 31.6 a 52.2 5.95 ,245
30.4 31.2 31.5 5.92 .244
29.9 30.8 31.2
29.7 30.5 30.9
29.5 30.2 30.7
29.3 30.0 30.5
29.2 29.9 30.3 -
29.1 29.8 30.2 /
29.1 29.7 30.1 ' /
Table 28
Mine. Oeso.temp.
5 41.07
10 41.06
15 41.05
20 40.80
25' 40.50
30 40.25
35 39.80
40 39.60
45 39.00
50 38.50
55 38.00
60 37.55
65 37.10
70 36.60
75 36.20
80 35.70
85 35.10
90 34.50
95 33.90
100 33.30
105 32.80
110 32.10
115 31.75
120 31.30
125 30.80
150 30.50
135 30.25
140 30.10
145 • 30.00
150 30.00
\
(td, - td.e) *0
10.10
9 .70  
9.31  
9.20 
9 .0 9  
8.86 
8.67 
8.55 
8.40 
8.27 
8.16 
8.05 
8.00
7.88
7.88
7.74
' 7.72
7.70 
7.58 
7.60
7.53
7.50
7.50
7.50
Dog No. 44, 
D(td - td.e)*0
/ .
/
w - 34 kg,
H  Skin
koal/hr/kg temp,
10 .10 5.56 25.8
19.80 5.34 23.4
29.11 5.07 21.2
38.31 5.00 19.5
47.40 4.94 17.8
56.26 4.82 16.5
64.93 4.72 15.3
73.48 4.65 14.3
81.88 : 4.57 : 13.5
90.15 4.50 12 .8
98.31 4 .4 4 12 .2
106.36 4.38 11.8
114.56 4.35 . 11.4
122.24 4.29 1 1 .0
150.12 . 4.29 .,10.7
137.86 ■: ' ■ 4.21 10.4
145.58 4.20 10 .1
153.38 4.19 9.9
161.96 4.12 9.7
169.56 4.14 9.5
177.06 4.10 : 9.4
184.56 4.08 9.3
192.06 , 4.08 9.2
199.56 4.O8 9.1
*C
surface area Ag « 1.175 room temp. 22‘C
Deptlis 1 cm *C 2 cm *C 3 cm *C h.kcal/m^/hr/'C kkcal/m/l
38.6 40.7 41.0 4.50 0.453
38.3 40.4 40.8 4.62 .381
58.0 140.0 40.5 4.71 .350
37.7 39.8 40.2 4.91 .299
37.4 39.4 39.9 5.14 .276
37.0 59.0 39.5 5.26 .259
36.8 38.6 39.2 5.41 .244
36.3 38.2 38.8 5.53 .234
36.0 57.8 38.5 5.64 .226
35.6 37.3 38.0 5.71 • .221
35.2 37.0 37.6 5.79 .215
34.8 36.5 37.1 5.82 .214
34.4 36.0 36.7 5.87 .212
34.0 35.5 36.2 5.91 .211
33.5 35.0 35.7 6.00 .212
33.1 34.6 35.2 5.96 .211
32.7 34.1 ■ 34.8 6.05 .211
32.2 35.6 34.2 6.10 .214
31.8 33.0 33.6 6.06 .214
31.3 32.5 53.1 6.15 .217
30.7 32.0 32.5 6.12 .220
30.3 31.5 32.0 6.11 .222
29.8 31.0 31.5 6.14 .226
29.5 30.6 31.1 ‘ 6.18 .229
29.3 30.3 30.7
29.2 30.0 30.4
29.1 29.8 30.2
29.0 29.6 29.9
29.0 29.5 29.8 ■
29.0 29.4 29.7
Table'29 Dog No. 45» W  - 21 .8 kg:
Mins. Oeso, temp. *C (td " tdê) 8 Z(td ” tde) 0 Hkoal/hr/kg Skintemp
5 58.80 7.50' 7.50 6.45 26.5
10 58.70 ; 8.10 15.60 7.01 24.2
15 58.65 ' 8.21 23.81 7 .05' 22.2
20 58.20 T.95 31.76 6.82 20.4
25 37.90 7.75 39.51 6.66 18.8
30 37.50 7.52 47.03 6.46 17.2
35 37,05 7 .34 54.37 6.30 15,7
40 56.55 7 .08 61.45 6.08 ,14.3
45 36.10 6.86 68.31 5.89 13.5
50 35.55 6.64 74.95 5.70 12.5
55 35.10 6.41 81.36 5.50 11.7
60 54.55 6 .22 87.5s 5 .34: 11.0
65 33.90 6.06 93.64 5.20 . . 10.5
70 33.20 5.88 99.52 5.05 9,9
75 52.55 5.77 105.29 4.96 9.5
80 31.70 5.71 111.00 4.90 9.2
85 31.20
90 30.75
95' 30.30
100 30.00
105' 29.70
110 29.60
115 29.60
surface area « 0.875 room temp. 22'C
Depths 1 cm "C 2 cm *0 h k kcal/m2/hr/*C koal/m/hr/'C
57.3 ; 38.3 4.41 0.335
37.0 ■ 38.0 5.10 .316
56.7 37.8 5.43 .277
56.4 57.3 3.39 .245
36.0 37.2 5.77 .222
35.7 36.8 5.92 .205
35.3 36.3 6.11 .186
35.0 53.8 6.18 .176
34.3 35.3 6.26 .165
34.1 34.9 6.51 .156
33.6 34.3 6.52 .149
33.2 33.9 6.55 .143
32.7 33.3 6.40 .138
32.3 32.8 6.51 .135
31.8 32.2 6.55 .134
31.3 51.6 6.37 .134
30.8 31.0
30.3 30.5
30.0 30.2
29.8 30.0
29.8 29.8
29.9 29.8 I
29.9 29.8
Table 30 Dog No. 46, W - 29.8 kg.
Kins. Oeso. temp. Q (td - tde) 0 D(td - tde) 0 Hkoal/hr/kg Skintemp.
. 5 40.80 6.90 6.90 4.33 26.8
10 , 40.70 , 9.20 16.10 5.78 25.0
15 40.65 \ 9.85 25.95 6.04 23.4
20 40.30 9.62 35.57 5.90 21.8
25 59.95 9.39 44.96 5.76 20.3
50 39.45 9.26 54.22 5.68 18.9
55 39.05 9.05 63.27 5.55 17.7
40 38.60 8.89 72.16 5.45 16.4
45 38.05 8.72 80.88 5.35 15.5
50 37.60 8.55 89.43 5.24 14.2
55 36.95 8.40 97.83 5.15 13.3
60 36.50 8.28 106.11 5.08 12.6
65 36.00 8.15 115.26 5.00 11.8
70 35.50 8.07 123.33 4.95 11.3
75 35.05 8.00 131.33 4.90 10.7
80 34.55 7.90 "  139.23 4.85 10.3
85' 34.05 7.75 . 146.98 4.75 9.9
90 33.50 7.64 , 154.62 4.68 9.6
95 32.75 7.53 , 162.15 4.62 9.5
100 32.15 7.45 . 169.60 4.57 9.5
105 31.60 7.40 177.00: 4.54 :'9.4
110 31.20
115 30.80 i120 30.50.
125 30.25
150 30.05 /
135 30.00 , /.
140 30.00
surface area A« = 1 ,07? room temp. 25*C
Depths 1 cm *C 2 om "C 5 cm *C hkcal/m^/hr/'0 kkcal/m/hr/* C
59.1 40.2 40.6 3.25 0.372
58.8 : 40.0 40.3 4.57 .448
58.5 39.6 40.0 5.00 .450
58.1 59.3 39.8 5.13 .588
57.7 38.9 39.4 5.25 .557
57.4 38.5 39.0 5.43 .334
57.0 38.0 38.6 5.55 .314
36.5 37.7 38.2 5.71 .295
36.2 37.2 37.8 5.85 . .281
35.7 36.8 37.3 6.00 .268
35.3 36.3 36.9 6,10 .258
34.8 35.8 36.4 8.00 .252
34.4 35.3 35.9 6.35 .246
34.0' 34.8 35.4 6.43 .243
33.6 34.3 34.8 6.53 .240
33.0 33.7 34.3 6.61 .239
32.6 33.2 33.7 6.60 .237
32.2 , 32.7 33.2 6.59 .234
31.6 52.2 32.7 6.56 .235
31.0 31.6 32.1 . 6.49 .239
30.4 31.0 31.5' 6.45 .243
30.0 30.3 30.5
29.9 30.4 30.7 I
29.9 30.3 30.5
30.0 30.2 30.4 ■
30.1 30.2 30.3 ■
30.2 30.2 30.2 /
30.3 30.2 30.2
Table 51 Dog No, 47» W - 28 kg.r
Mins • Oeso, temp, "0 (td " tde) 0 E(td “ tde) 0s.
Ekoal/hr/kg Skintemp
5 40.80 7.88 7.88 5.27 29.5
10 40.70 j9.10 16.98 . 6.09 27.5
15 40.40 '9.72 26.70 6.50 25.8
20 40,05 9.50 36.20 6.35 24.5
25 59.60 9.51 .. 45.51 6.22 22,0
50 59.15 ■ 9.05 ' 54.56 6.04' 21.5
55 58,60 8.85 63.39 5.90 19.9
40 58,10 8.67/ 72.06 5.80 18.7
45) 57.70 8.46 80.52 5.66 17.5
50 57.00 8.52 88.84 5.56 16,4
55 56.40 8.15 96.99 5.44 15.5
6o 55.90 , 7.97' 104.96 5.33 14.7
65 55.40 7.87 112.83 5.26 14.0
70 55.00 7.78 120.61 5.20 15.1
75 54.50 7.65 128.24 5.10 12Ï8
80 54.00 7.60 " 135.84 5.08 1 2 4
85 55.50 7.45 143.39 , 4.9& 11.7
90 55.00 7.52 151.71 4.89 11.4
95 52.25 7.25 . 158.06 4.84 11.3
100 51.50 7.14 166.20 4.77 11.2
105 51.00
110 50,70
115 50,20 1 ,120 50.00 ,
125 29.80
150 29.70 ,
155 29.70 //
j. I 4-
surface area 1.035 m^; room terap'. 22*G
Depths 1 cm *G 2 om *C 3 cm'C h.kcal/m^/hr/'C kkcal/m/l
58,5 39.4 40.2 3.63 0.560
58.0 , 39.2 39.9 4.40 .570
57.8 ■ 38.8 39.6 4.90 .557
57.5 38.5 39.4 " 5.00 .488
57.5 38.2 38.8 5.13 .452
56.9 37.8 38.5 5.21 ,408
36.6 37.4 38.1 5.33 .578
36.3 37.0 37.7 5.46 .555
35.8 36.6 37.5 5.56 .552
35.5 36.2 36.8 5.69 .516
35.0 55.8 36.3 5.76 .504
54.7 35.5 35.8 5.82 .294
34.2 34.8 35.2 5.91 .288
35.7 34.2 34.8 6.0® ,278
33.3 33.8 34.3 6.02 .275
32.8 33.3 33.7 6.21 .275
32.3 32.8 33.1 6.20 .275
31.8 32.3 32.5 6.17 .270
31.3 31.8 32.0 6.27 .272
31.0 31.3 31.5 6.09 .275
30.5 30.9 51.0
50.2 30.6 30.7
30.1 30.2 30.3 1
30.0 30.1 30.1
30.0 30.0 50.0
30.1 30.0 29.8 _
30.3 30.0 29.8
Table 32 Dog Ko. 489 . W « 11 kg,
ilins • Oeso * temp. *C (td - t&e)'C Z ( t d  - tde)*Ci.'
Kkoal/hr/kg Skintemp.
5 58.70 4.34 4.54 7.58 24.1
10 58.40 5.02 9.36 . 8.55 19.2
15 58.10 5.11 14.47 8’.70 17.0
20 57.60 4.92 19.39 8.5? 15.2
25 57.10 4.71 ' 24.10 8.02 15.8
50 56.55 4.52 28.62 7.70 12.5
55 55.90 4.38 33.00 7.45 11.6
40 55.25 4.18 37.18 7.12 10.9
45 54.50 4.02 42.20 6.85 10.5
50 33.65 3.88 46.08 6.60 9.9
55 32.30 3.69 49.77 6.28  ^9.6
60 32.00 5.53 53.30 6.01 9.5
65 31.50
70 30.80
75 30.40 k
80 30.05.
85 29.80
90 29.60
95 29.50
100 29.50
•c
surface area = 0-555 ^^9 room temp- 25*0
Depths 1 cm *C 2 cm 'C hkcal/hr/m2/*C kkcal/hr/m/
56.9 58.2 4.29 0.259
56.4 37.7 5.80 .228
55.8 57.2 6.59 .211
55.3 36.7 6.58 .205
54.8 56.1 6.67 .187
54.2 55.6 6.78 .173
55.7 35.0 6.85 .165
55.1 54.4 6.72 .157
52.5 35.8 6.67 .151
51.9 53.2 6.56 .146
51.5 32.5 6.54 .142
50.7 51.8 6.11 .139
30.4 31.2
30.5 50.6
30.5 50.5
30.5 50.1
50.5 50.0
50.5 50.0
30.5 29.9
Table 33 Dog No. 49, W = 16• 8 kg,
Mins. Oeso. temp. "0 (td -  tde)*P Z(td -  tde)*C Hkcal/hr/kg Skintemp
5 39.00 5.67 3.67 4.08 24.8
10 38.90 ;  4.75 .8.42 5.29 22.7
15 38.77 5.35 13.77 5.96 21.1
20 38.50 5.11 18.88 5.70 r 19.6
25 38.08 . 4.83 23.71 5.38 18.2
30 37.66 4.70 28.41 , 5.23 16.8
55 37.27 4.50 32.91 5.01 15.7
40 36.90 4.'43 37.34 4.93 14.4
45 36.42 4.3a ■ 41.72 4.88 15.4
50 36.03 4.31 46.03 4.81 12.5
55 35.62 4.24 50.27 4.73 11.6
60 35.34 4.19 54.46 4.67 10.8
65 34.94 4.15' 58.61 4.63 10.2
70 34.60 4.12 62.73 4.60 9,5
75 34.30 4.04 66.77 4.51 9.0
80 33.90 3.98 70.75 4.44 8.7
85' 33.60 3.94 74.69 4.40 8'. 3
90 33.28 3.94 78.63 4.40 . 8.2
95 32.90 3.90 • 82.53 4.35 8.1
100 32.50
105 32.14 '
110 31.66
115 31.15' 1i
120 30.70 1 ■■
125 30.28 '
130 30.00
135 29.83 • /
140 29.70
145 . 29.70
surface area » 0.756 room temp. 22*
Depths 1 om *C 2 cm "G hkoal/m /hr/’C kkoal/m/hr/*G
$6.8 38.3 2.67 0.175
$6.5 38.0 3.70 .198
$6.3 37.8 4.40 .202
36.0 37.5 4.42 .180
$5.8 57.3 4.38 .160
55.5 56.9 4.48 .147
$5.5 56.7 4.47 .135
35.0 56.5 4.64 '^'V .128
34.7 56.0 4.78 .122
34.3 35.7 4.90 .117
34.0 35.3 5.02 .113
33.7 35.0 5.15 .109
33.4 34.6 5.26 .107
33-1 34.2 5.40' .105
32.8 33.8 5.45 .103
32.5 33.3 5.45 .102
32.1 33.0 5.51 .101
31.7 32.5 5.54 .103
31.3 52.1 5.51 .103
30.8 51.7
30.5 31.3
30.0 50.8
29.7 30.3 i
29.7 50.1 '
29.8 50.0
29.9 50.0
30.1 ■ 50.0
30.2 50.0
50.3 30.1 •
Table 34 Dog Ko. 50, - W  X, 18.9
e
kg,
Mins. Ce 30 • temp. 'Q - ■fcde) 0 Kkcal/hr/kg Skintemp
5* 40.05 6.67 . 6.67 6.60 25.5
10 59.85 6.70 13.37 6.63 20.6
15 59.60 1 6.78 20.15 6.71 , 19.1
20 59.50 ' 6.06 26.21 6.00 18.0
25 59.00 ' 5.53 31.74 5.48 17.0
50 58.75 5.22 36.96 5.16 16.2
55 58.40 4.91 41.87 4.86 15.5
40 58.00 4.72 46.59 4.66 14.5'
45' 57.70 4.56 51.13 4.51 15.8
50 57.50 4.45 55.60 4.41 15.5
55 - 36.90 4.38 59.9s 4.33 12.8:
60 56.50 4.37 64.35^ 4.52 12.5
65 36.10 4.38 4.33 11.8
70 35.70 4.42 73.15 4.37 11.5
75 55.20 4.42 77.57 4.37 .. 11.2
80 34.70 4.42 81.99 4.58 10. s:
85 34.25 4.43 86.42 . 4.37 10.5
90 35.75 ' 4.41 90.83 4.36 10.2
95 33.30 4.38 95.21 4.33 9.9
100 32.80 4.40 99.61 4.33' 9.7
105 52.25 4.36 104.97 4.31 9.4
110 31.70 4.36 109.35 4.51 S9v2
115 31.20 ■
120 30.75 ■ i
125 30.40
150 50.20 '
155 50.00 /' .
140 29.85
145 29.80
150 2 9.80 .
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surface area A «• 0.795 m2, room temp. 22*0
lepths . om *C 2 om ‘C hkoal/m^/hr/*C kkoal/m/hr/*C
57.1 39.2 • 4.68 ' 0.250
56.9 , 38.9 5.15 .522
56.6 ■ 58.6 5.48 .202
56.5 38.4 . 5.10 .172
56.0 38.0 4.83 .153
35.8 57.8 4.69 .140
35.5 . 37.3 4.58 .129
35.2 37.0 ' ' 4.53 .121
34.9 36.7 4.51 .115
54.7 36.3 4.50 .113
34.4 35.9 4.52 .110
34.1 . 35.6 4.63 .109
33.8 35.2 4.72 .108
33.5 34.8 4*85 .110
33.2 34.3 4.92 .111
32.8 33.9 3:01 .112
32.5 33.5 5.08 .112
52.2 33.0 5.14 ■ .112
31.7 32.6 5.19 .112
31.4 32.2 5.26 .115
30.8 31.7 5.29 .115
30.5 31.2 5.55 .114
30.1 30.7 1
29.9 30.4
29.7 30.2
29.5 30.0
29.4 29.8
29.3 29.7
29.3 29.7
Table 55 Dog No. 51* w  - 12.5 kg,
Mins. Oeso. temp. "0 (I'd ” ’*'de) C 2 (td - tde) G Hkoal/hr/kg Skintemp.
5 59.50 1.05 1.05 1.57 24.0
10 59.20 ^ 4.70 5*75 7.05 20.4
15 58.70 ' 5.97 11.72 8.95 18.8
20 58.20 ' 5.77 17.49 8.65 16.5
25 57.75 5.51 25.00 8.25 15.1
50 57.25 5.20 28.20 7.78 14.0
35 36.75 4.90 33.10 7.33 15.1 ,
40 36.25 ' 4.58 57.68 6.85 12.5
45 55.75 4.25 41.93 6.56 11.7
50 35.25 4.00 45.93 . 5.98 11 .1
55 34.75 3.60 49.53 5.39 10.6
60 34.20 3.50 _  53.03 5.24 10 .2
65 33.65 3.08 . 57.11 4.61 10 .0
70 33.10 2.76 59 .87 4.13 . 9.8
75 52.50 2.62 62.49 3.92 9 .6
80 31.90 2.32 65.81 3.47 9.5
85 31.40 2,. 11 67.92 5.16 9.4
90 50.85
95 30.50
100 50.20
105 29.90
110 29.70
115 29.70
120 29.70
X ( o
surface area « 0.605 m2, room temp. 25*0
Depths 1 cm "0 2 cm "0 hkcal/m^/hr/*C kkcal/m/hr/'C
37.6 38.6 0,96 0.060
37.1 38.1 4.76 .205
56.6 1 37.7 6.55 .238
56.0 37.2 6.72 .212
33.5 36.7 6.78 .195
35.0 36.2 6.70 .180
34.6 35.7 6.55 .165
34.2 35.2 6.34 .155
33.7 34.8 6.07 .140
33.2 34.3 5.86 .131
32.8 33.8 5.30 .119
32.2 33.5 5.35 .116
32.0 32.8 4.76 .103
31.5 32.4 4.32 .094
31.1 31.9 4.12 ,090
30.7 31.4 -3.67 .081
30.3 30.9 5.3? .075
30.0 30.5
29.9 30.5
29.9 30.1
29.9 30.0
50.0 30.0
50.1 29.9
30.2 29.9
A P P E N D I X  IV
Evaluation of Cabinet Constant
Bog No. 10
Weight of dog W « 37 kg
Initial oesophageal temperature » 41*44 "0
Required oesophageal temperature *= 30.00 "G
Desired temperature depression D « 41*44 *■ 30.00
= 11.44 *C
from Table 11 - "l^ de) “ 17&.22 *C
Applying Eq. 25 K ^ ® ^ H *44
- %e-) 178.22
« 2.38 kg at 5-niinute intervals
Table 36
Dog _No. K
4 2.433 1*596 1.207 2.098 1*759 1*7510 2.5811 1.8712 1.38
Hence the mean value of constant K for the cabinet calibrated 
at 5-:ni)^ 'ute intervals is taken as K => 1.83
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Evaluation of Specific Heat of the do^
W D M Gft 8sCabinet constant IC » G  a.
6.505 X 0.25971.85 .
CjL . 0.852 koal/kg/*C
This is the overall specfio heat of the intact and perfused 
animal.
A P P E N D I X  V
Prediction of Total Heat Extraction
In all oases the required final oesophageal temperature is to 
he kept at $0.00 *C.
Knowing the initial oesophageal temperature, hence the temp- 
lerature depression D, and the constant K, the precooling cal- 
sculation can thus he evaluated:
Z(td - tde) ■> ^  -0
Typical calculation
Dog No. 26 (55*4 kg)
Initial oesophageal temperature 56.92 "C
Desired temperature depression D 56*92 - 50*00
« 6.92 "G
Preoooling calculation " "^ de) = .« ...... *4_ ^ ,6*_92
« 153*8 '0
i.e. when the sum of temperature differences taken at 5-nil%'&te 
intervals reaches a total of 133*8 *0, active cooling is stopped.
For dog No. 26, the actual oesophageal temperature attained 
is 29*60 *0
Hence error » — ^Q.. = 1.33 ^
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A P P E N D I X  71 
Evaluation of Thermal Cond’aotlvi'ty (k) & ConduotaKoe (h) of Muscles 
Q - H W =. M Cp (t& - tde) =■ - k, Ani ( = - & A* (t& - tg)
rm - — V = ( ^ ) " A gT„ ^ 8l o g e - ^
Typioal calculation
Dog No. 4? (28: kg) Surface area Ag «= 1.035
Depth, of maximum needle penetration = 5 om 
rg a 10 cm rj_ a 7 cm
%  ° 1 0 - 7 _ 8.4 om Aa » Ag = 0.7 Ag
loge
At 20 minutes after cooling started, the instantaneous heat 
extraction Q H W = 6.35 % 28 koal/hr
H W (rg - rj)Conductivitjr k »
Ic 6.55 X 28 (10 - 7)  1
&  (ti - tg)
. :_________,___________ ^5-0 0.7 x 1.035 100 (59.4 - 24.3)
= 0.488 kcal/m/hr/'O
Conductance h =
^ 3.00 kcal/m^/hr/*0
These are the instantaneous values of k and h of the dog.
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